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ABSTRACT 


The Bifocal Relay Mirror spacecraft attitude control simulator is under 
development in the Spacecraft Research & Design Center of the Naval 
Postgraduate School. The objective of this testbed is to provide on-the-ground 
simulation of the dynamics and control of spacecraft for high precision 
Acquisition, Tracking and Pointing applications associated with space based 
laser relay. The required initial attitude determination accuracy for the Bifocal 
Relay Mirror test-bed is 10 p-radians. Normally, in laboratories where very high 
initial attitude knowledge is required, actual (space qualified) star trackers are 
incorporated into the testbed design. This is not possible at NPS as the 
laboratory does not have a skylight to allow visual access to the stars, and the 
photosensitive nature of many of the experiments would make such an opening 
inconvenient. Since it is critical to the operation of the testbed to provide accurate 
attitude knowledge, a substitute system was required. 

The present thesis documents the development of a new attitude sensor 
capable of providing attitude information within the required 10p-radians (within a 
field of view of the order of 1 deg). The concepts leading up to the final design, 
the testing and selection of the equipment used in the final configuration, and a 
detailed explanation of how the final system calibration was performed are 
discussed in detail. 
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I. INTRODUCTION 


The Optical Relay Spacecraft Laboratory is a joint venture between the 
Naval Postgraduate School and the Air Force Research Laboratory. The project 
involves a multitude of Master’s students, Doctoral students and post-Docs 
working alongside Distinguished Professors and leading industry experts to solve 
the complex problems of Acquisition, Tracking and Pointing (ATP) technologies 
for the Bifocal Relay Mirror spacecraft (BRMS). The BRMS consists of two 
optically coupled telescopes used to re-direct the laser light form a ground- 
based, aircraft-based or spacecraft-based laser to distant points on the earth, or 
to another spacecraft. The restrictions on pointing accuracy and jitter control for 
the optical payload are very tight. 



Figure 1. Artist rendition of the NPS Next Generation Testbed 


To develop and demonstrate ATP technologies for the Bifocal Relay Mirror 
Spacecraft a new testbed is under development in the Naval Postgraduate 
School (NPS) laboratory (see Figure 1). This testbed consists of four main decks 
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mounted on a hemispherical air-bearing. The upper optical deck is capable of 
independent rotation, enabling independent tracking for the receive and transmit 
telescopes. This platform springs from the work of numerous students and 
instructors and will provide research opportunities for many more [1-7]. The 
testbed is being developed (where possible) with space-qualified components; 
however because it is a testbed, not every subsystem can be replicated using the 
exact hardware found on orbit: the attitude sensor is example. 

In many laboratories where very high initial attitude knowledge is required, 
actual (space qualified) star trackers are incorporated into the testbed design. 
This is not feasible at NPS however; as the laboratory does not have a skylight to 
allow visual access to the stars, and the photosensitive nature of many of the 
experiments would make such an opening inconvenient. Additionally, the 
expense associated with a space qualified star-tracker was prohibitive. Since it is 
critical to the operation of the testbed to provide accurate attitude knowledge 
(accurate to with in 10 p-radians); a substitute system must be implemented. The 
objective of this research work was to develop an affordable model for a star 
tracker capable of providing very fine initial attitude knowledge. 

The thesis will consist of the following areas: 

1. Sensor Design 

2. Determination of Component Performance 

a. Position Sensing Device Performance 

b. Laser Performance 

c. Testing of System Performance 

3. Sensor Configuration 

4. Sensor Kinematic Equation Development 

5. Sensor Integration and Testing 

6. Sensor Calibration 
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II. ATTITUDE SENSOR 


Two types of attitude sensors were evaluated: a digital video camera and 
a laser/sensor combination. 

A. METHOD 1 - DIGITAL VIDEO CAMERA 

Initially; consideration was given to constructing a model star 
tracker using a digital video camera to mimic the lens structure, and 
a charge coupled device (CCD) sensor. In principle, by placing 
LEDs on the ceiling and using the camera to distinguish position 
relative to a known constellation, attitude could be established along 
all 3 axes. 

Analysis of the situational geometry [taking into account the 
requirement for 10 pradian pointing knowledge (0), and allowing for a 
distance to target] gives: 

sin(6') = sin(10^^)*2m = x = 

2m 

where x is the separation distance (that must be resolved by the system camera). 

Resolution is a function of distance, lens size and pixel size. Allowing for a 
high-end commercial pitch (where pixel size « 10 micron) the lens focal lengthT 

fl = pixelsize * dist / separation = 10^^ m * 2m / 2 * 10^^ m = Im 

The cost and weight of a one meter optic makes this method untenable. 

B. METHOD 2 - LASER/PSD 

In many other applications within the Spacecraft Research and Design 
Center(SRDC) position sensing detectors (PSDs) have been used to determine 
laser beam position with extreme accuracy. [PSDs consist of a supporting 



2 meter 


^ Remote Sensing from Air and Space, p. 86. 
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substrate under a photovoltaic material which produces a voltage proportional to 
distance from center.] By using lasers sources as “stars” placed in known (fixed) 
locations, and mounting the PSDs on the testbed to sense where the “starlight” 
impacted the testbed, vectors to a known (inertial) reference system can be 
determined. The purpose of the following work is to determine whether it is 
possible to achieve initial position knowledge accurate to within 10p-radians 
using this equipment. 


1. Basic Geometry/Equipment Requirements 

From above [taking into account the requirement for 10 prad pointing 
knowledge (0), and allowing for a 2 meter distance to target]: 

sin(6') = sin(10^^)*2m = x = 

2m 

where x is the separation distance (the absolute minimum discrimination 
the PSD must be capable of). 

In order to conform to current lab equipment, position sensing modules 
(PSMs) produced by ON-TRAK Photonics, Inc. were evaluated for criterion 
compatibility (See Appendix A - PSM DATASHEETS). These devices consist of 
a silicone photovoltaic PSD encased in a protective aluminum case. The 
combination of PSD, the plug-and-play connection and the protective aluminum 
case is called a Position Sensing Module (PSM). The PSM is designed to work 
(plug-and-play) with ON-TRAK’s amplification system to provide an analog 
voltage output directionally proportional to distance from sensor center-point. To 
increase the range of motion sensitivity (field of view) for the testbed PSMs with 
20mmx20mm sensors were chosen. These duolateral (two axes) silicon sensors 
provide position information in both x and y direction with respect to the sensor 
center. The ON-TRAK OT301 amplifier was also selected (for conformity with 
current lab equipment and familiarity of use) See 

APPENDIX B - OT301 AMPLIFIER DATASHEETS for details. For analog 
to digital conversion and digital processing, the Keithley Instruments, Inc KPCI- 

4 



1802HC PCI bus data acquisition board was selected. This 12 bit card allows 2^^ 
or 4,096 quantization Ievels2. For a 20mm sensor this means the PSM should be 
capable of discriminating 4.883*10'® meters, more than sensitive enough 
given the geometry requirement above. In order to prove the capabilities of the 
PSMs, and to determine what kind of laser would best suit the needs of the 
system, a series of testing was implemented. 


^ Keithley User’s Manual, p. A-7. 
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III. INITIAL TESTING 


Since the initial position is to be determined using laser impingement on a 
fine mesh PSD, it is critical to determine the performance capabilities of both the 
lasers and the PSDs. 

A. PHASE I - TESTING LASER PERFORMANCE 

Previous experiences from within the SRDC indicate that different types of 
lasers (HeNe, diode, argon, etc) have different performance capabilities. Further, 
it has been demonstrated that the performances of these lasers can vary over 
time (i.e. over several hours of continuous use, some laser’s performance seems 
to improve, and some to degrade - allowing the beam to wander or bloom). In 
order to baseline the laser performance, and determine the optimal (most 
suitable for this application) style and time frame for each laser, the experimental 
set-up shown in Figure 2. was designed and implemented. 

Laser performance test set-up 



The setup consists of a single mirror reflecting to a beam splitter then to 
two PSMs. Two PSMs were used to remove the possibility of attributing a sensor 
flaw to laser performance. The use of a mirror to return the beam to its 
approximate starting position minimizes the effects of air distortion (refraction) on 
the beam; thereby increasing the sensitivity of the measurements. The entire 
experimental setup was mounted on a Newport air table to minimize 
environmental vibration interference. 


7 






The following three types of laser sources were chosen for consideration 
in the final design: 

• a Helium-Neon (HeNe) laser 

o model: Novette™ 1507-0 series self contained HeNe laser 
o manufactured by: JDS Uniphase Corporation 

• a polarized HeNe laser 

o model: 31-2025-000 632.8 nm Red Cylindrical HeNe Laser 
o manufactured by: Coherent Technologies Inc. 

• a small diode laser 

o model: UL12-1G-635 UL-series enclosed module diode 
laser 

o manufactured by: World Star Technology Inc. 

See Appendices C-E for details/datasheets. 

1. Determining Laser Behavior 

The lasers were mounted one-by-one into the setup as depicted above, 
and then put through a series of tests in order to determine what the best 
(defined as most stable) performance capability was, and how long it took for the 
laser to reach a stable condition. The tests varied in length (from a few seconds 
up to 12 hours) and in sampling frequency [from Hz up to 4999 Hz (the limit of 
the analog to digital converter capability)]. After reviewing the results from the 
initial runs, it was decided that Hz sampling over several hours would provide 
adequate information to determine steady state operation. 
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a. 


HeNe Results 



Figure 3. HeNe laser performance - 14 Hz sampling for 8 hours 

Graphic explanation of Figure 3. ; 

• PSM1 X (yellow) - the horizontal component of PSM1 

• PSM1Y (purple) - the vertical component of PSM1 

• Control (blue) - a constant DC input 

• PSM2 Y (red) - the vertical component of PSM2 

• PSM2 X (green) - the horizontal component of PSM2 

A reference constant voltage signal was used to check the level of 
system noise. This input (a stable DC voltage sent directly into the analog to 
digital signal converter) was also plotted on the graph. Note that while some 
noise is present in the system, it remains smaller than the data acquisition 
quantization (which is 1.165*10''-12 radians or 1.2 picoradians). The result 
(depicted in Figure 3. ) is a continuous straight line. Note also that, due to the 
alignment of the sensors on the Newport table, PSM1 Y and PSM2 Y were 
reversed. In other words, since PSM 2 is mounted upside down, whenever Y1 
goes up, Y2 goes down. 

As shown in Figure 3. , the HeNe laser took approximately 30 min 
to stabilize in the Y direction, and an average of 6.3 hours to stabilize in the X 

9 





direction. The apparent sinusoidal motion in the X direction has been determined 
to be due to the age of the laser. Indeed, the resonating chamber in the 
Novette™ is made of glass; which is slightly permeable to Helium. Over time, 
some of the stabilizing Helium has dissipated from the chamber requiring a much 
longer lead time to reach steady state. 

b. Polarized HeNe Results 



Figure 4. Polarized HeNe laser performance - 14 Hz sampling for 8 hours 

According to the manufacturer’s datasheet (reported in APPENDIX 
D) the stability of this laser should be smaller than <0.03 mrad of drift after a 15 
min warm-up. According to our tests, the unit failed to meet this criterion. 
Following a 20 min warm-up, the laser fluctuated over a range >0.08 mrad (more 
than twice the advertised amount). Moreover, as shown in Figure 4. the laser 
failed to reach steady a state in 8 hours. It was only after the 10 hour point that 
the laser reached a “steady” (<0.03 mrad drift) state (See the section on steady 
state behavior below). Note also that the plotted positions of the polarized laser 
create much thicker “lines” than that of the HeNe above. This is a result of the 
polarized unit having a higher bloom rate than the other lasers. 
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c. 


Diode Results 



Figure 5. Diode laser performance - V 2 Hz sampling for 8 hours 

This laser behaved very much as expected: after an initial warm-up 
period (of approx 22 min) the laser reaches a stable, steady state operation that 
lasts for approx 4 hours. After 4 hours of continuous operation the dielectric 
material begins to overheat, causing some instability in both the x and y axes 
(beam wander). This can be overcome by giving the laser a brief (30 min) cool¬ 
down, or by actively cooling the laser. 

d. Overall Comparison 



Figure 6. Reaching steady state operation 
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An initial glimpse into laser behavior showed that of the 3 units 
tested (see Figure 6. ), the HeNe showed the least amount of drift/bloom while 
getting to steady state. This was not, however the critical criterion. The laser 
which demonstrated the most reliable, stable characteristics while in steady state 
operation is what was needed. 

2. Performance at Steady State 

Steady state performance was measured in the same setup described in 
Figure 2. The exception was that lasers were brought to their optimum steady 
state operation times (6.3 hour warm-up for HeNe, 10 hours for Polarized, and 22 
min for the diode) and tested at 2000Hz for 60 seconds. The results were 
graphed differently than above (see Figure 7. ). 

• In the upper left is the familiar graph of Y and X vs. # of samples. 

• In the upper right is a graph of Y vs. X (in mm). This graph; 
however is insufficient to determine stability. Note that 2000Hz 
sampling for 60 seconds will result in 120,000 samples. In the 
upper right graph the (X,Y) points may be repeated many times, but 
show no effective “weight” to aid in determining average laser 
position. Therefore: 

• The lower right graph includes a weighting factor. The points that 
are singular appear as dark blue - the most repeated points in red. 
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• The lower left chart is a 3-D histogram created to demonstrate laser 
stability. The more frequently a point was hit, the “taller” it becomes 
on the graph. (Axes are mm x mm x number of occurrences) 



Figure 7. HeNe Laser SS Performance (2000Hz for 60 Sec) 


Since the purpose of this phase of testing was to compare the 
performance of the different lasers, data from each laser was graphed on the 
same plane in order to provide a comparative analysis tool (see Figure 8. mm x 
mm X number of occurrences). 
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When graphed together: 



Figure 8. SS performance comparison (left to right: HeNe, Diode, Polarized) 

While the performances of the three lasers while in steady state appear 
nearly identical, some distinct trends exist. Repeated experiments produce very 
similar results: mainly that the polarized laser had the greatest “center of mass” 
(highest histogram) but also the greatest base size. The diode laser always had 
the lowest, most consistent height and the smallest base area. Analysis of these 
trends indicated that the polarized unit tended to wander less frequently than the 
other lasers; however when wander does occur it was more severe. The diode 
laser histograms indicate that it tended to be the most consistent (predictable) 
performer. 

3. Selecting a Laser 

Since the final design will require measuring the angular position of the 
laser line, the total amount of beam wander must be minimized. The polarized 
laser may wander less frequently (though only marginally so) however it 
demonstrated the greatest amount of total travel, and thus exhibited the greatest 
angular instability. The diode laser consistently demonstrated the capacity to 
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constrain its wander to a fairly small area (smallest angular movement of the 
three lasers) and thus was considered to be the most consistent, well behaved 
steady state performance laser. 

The diode laser had other advantages as well; it was very small, had lower 
power requirements, it was very inexpensive (a fraction of the cost of either 
HeNe design), and reached steady state operation in minutes. For these reasons 
the diode laser was selected for the final design. 


B. PHASE II - IMPROVING LASER PERFORMANCE 

Even though the diode laser was chosen as the most stable laser, the 
question of “Is it good enough?” remained. Since the testbed attitude knowledge 
requirement is lOpradians, the laser wander certainly could not exceed the 
corresponding amount of linear travel on the PSD, and ideally should be reduced 
as much as possible. 

Taking the steady state performance data for the diode laser and plotting 
impact position on the PSM produced the graph below (Figure 9. mm x mm). 



Figure 9. Improving Laser performance - running average 
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The points in red represent the X and Y co-ordinates collected in the 
2000Hz, 60 second sample for PSM1. (Note: At this scale the quantization effect 
of the analog to digital conversion is obvious, see discussion in section C below.) 
The spread covered 0.1mm in both the X and Y directions. Over a 4 meter 
distance this equates to 25pradians of wander; which was insufficient given the 
pointing requirements. By washing the data through a running average filter 
(1000 data point running-averaging) the line in green was achieved. By simply 
averaging-out the aberrant data a stability of Opradians (0.04mm wander over 4 
meters) was achieved. Since the final “star tracker” will be sampling the sensor at 
10 to 100 times per second, we can preliminarily extrapolate (possible) sensor 
accuracy to within 3-4pradians. This estimation has to be verified once the 
overall sensor is integrated. 

C. PHASE III - TESTING PSM PERFORMANCE 

The OnTrak PSMs described in Chapter II were also evaluated to ensure 
suitability for the design. Specifically, tests were run to ensure that the PSMs 
were capable of providing data for long enough periods, and had the capability to 
distinguish very fine changes in laser position. 


1. Sensor Fatigue 

In order to remove the possibility of sensor error due to fatigue the 
following series of tests was run. Using the setup described in Figure 2. , The 
system was started and the laser was run for several hours with one of the PSMs 
covered to prevent any light from contacting the sensor. After five hours, the 
cover was removed and a series of high frequency/short duration sensor 
readings were taken in order to determine if there were significant differences in 
sensor sensitivity. Figure 10. (below) is a plot of one of these runs. The graph 
shows that a sensor that has been in operation for hours (the “straight” one) is 
every bit as sensitive as the “fresh” sensor (listed as the angle sensor). In fact, 
even in cases where sensors were run for 12 hours the PSMs showed no 
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tendency to fatigue/lose accuracy. For low power laser operations (2mW and 
below) the OnTrak PSMs performed just as well after several hours as they did at 
the beginning. 



Figure 10. Sensor fatigue test 


2. Sensor Sensitivity 

The OnTrak PSM/amplifier system provides a linear analog output 
(ranging from -10V to +10V) along the 20mm PSD surface. Since the output is 
analog (and therefore continuous) the system is, in principle, infinitely accurate. 
When the analog signal is converted to digital form for processing (a function 
performed by the Keithley Instruments, Inc KPCI-1802FIC PCI board) a 
quantization error is forced into the signal, limiting sensor accuracy. 

Quantization error exists because digital signals cannot replicate analog- 
continuous signals exactly. Each incoming signal must be broken down into a 
finite number of divisible sections. Since the KPCI board is capable of 12-bit A/D 
conversion, this means the 20 volt analog signal (±10V) will be divided into 2''12 
sections, each 0.004883V apart. If the actual analog input signal does not exactly 
match one of these divisions it is rounded off to the nearest one and stored as 
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that value. This process means that the digital value may be off by as much as 
0.002442V (0.004883V^2). Given this known max error, the system resolution 
was determined. 


The initial signal from the PSM is ±10V, a 20V signal for a 20mm PSD. 
This means for this system, voltage directly corresponded to location in mm; and 
laser position is known to within 0.002442mm. Over a 4 meter distance (ref 
Figure 2. ) this means that a maximum error of: 


tan(6*) = 


0.002442mm 

4000mm 


6 = tan ' 


^ 0.002442mm ^ 
V 4000mm y 


0.6\juradians 


would be produced by the sensor system. 

Using the data collected during the laser test runs, repeated analysis was 
run on the input data. Having sorted the data numerically, values were compared 
in order to determine the distances between values. Removing repeated 
numbers, six consecutive readings were compared: 


} 0.00977 
Table 1. PSD sensor readings 


} 0.00488 
} 0.00488 

} 0.00488 
} 0.00488 


Sensor value 
1.42368742368742 
1.41880341880342 
1.41391941391941 
1.40903540903541 
1.40415140415140 
1.39438339438339 


Note that in each case the numbers differ by the expected 0.00488 value 
predicted by the quantization levels (the final number represents 2 x 0.00488; a 
jump of 2 Q-levels). The PSM/KPCI setup was determined to be more than 
capable of providing laser position to within lOpradians. 
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D. PHASE IV - TESTING TOTAL SYSTEM PERFORMANCE 

After testing the system component-by-component a series of tests were 
run to determine if the star-tracker modeler as a whole was capable of providing 
the required lOpradian attitude knowledge. 

Laser performance test set-up 



Figure 11. System performance test set-up 


Figure 11. above shows the adjusted set-up used to determine system 
performance. The diode laser (warmed up to steady state operation) was 
mounted on top of a precision tip/tilt table in order that a pre-determined angle 
change could be implemented and compared with the resultant change in 
measured position. The ATT-185-5 precision tilt (pitch-roll) table and ARS-301 
precision rotary positioner (see Figure 12. ) manufactured by Aerotech, Inc. were 
chosen based on the advertised resolution capability of 0.1 arc-second 
(0.485pradians). For detailed information on the Aerotech nano-positioners, see 
APPENDIX F. 



Figure 12. Aerotech, Inc. tip/tilt and rotary position mounts 
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The geometry of the experiment worked out to be quite simple. Each of 
the three knobs visible in Figure 12. contain a coarse adjustment and a fine 
adjustment. The fine adjustment is divided into 32 gradations (circular knob; 
therefore each gradation represents 11.25° of adjustment). The literature for the 
devices states that moving the fine adjustment 0.5° will result in 0.1 arc-second 
of movement (each gradation then equates to 2.25 arc-seconds of movement or 
lO.Olpradians of movement). Over the four meter setup a lO.Olpradians 
adjustment (in tip or rotation) should have been detected as 0.0436mm of 
movement (tilt was not measured). 



Figure 13. Testing tip-down/tip-up sensitivity 


Figure 13 shows the expected trends: tipping down resulted in a change 
in the Y sense for both PSMs (remember that PSM2 is mounted upside down 
and shows reverse Y movement) tipping back 2 notches resulted in twice the 
amount of motion in the opposite direction, and a final depression to the starting 
position brought the sensors back to their starting outputs. Flowever close 
analysis of the numerical changes involved gave discouraging results. For every 
adjustment of one gradation .087 - .089mm of movement was detected in the 
sensors - approximately double the expected value. 
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Assuming that the doubling effect came as a result of the mirror, the 
system was changed (the mirror was removed, and the laser moved to the other 
side of the table (2 meters from the sensors). The experiments were repeated - 
with similar results: each movement of the fine adjustment produced twice the 
amount of sensor reading predicted by the geometry. Several other changes 
were made to the geometry (moving the laser closer to the sensors and 
increasing the amount of tip/rotation involved, removing all components except a 
single sensor and the laser/tip-bed, using two mirrors to determine if optical 
components were responsible for the doubling, etc.) and in every case the results 
were the same: each gradation change produced an amount of sensed 
movement precisely double that which was expected. After discussion with 
Aerotech technical support, the problem was determined to lie within the 
Aerotech devices. The devices advertised a 0.1 arc-second resolution for 0.5° 
fine adjustment - but produced a 0.2 arc-second movement. When the numbers 
were re-verified using this information the sensors (and the system as a whole) 
was determined to be functioning properly and accurately. 
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IV. SENSOR LAYOUT 


To this point, the selection and testing of individual components have 
been presented, and the capabilities of the sensor as a whole have been 
examined. This chapter presents the precise layout of the sensor and the 
incorporation of the design to the testbed itself. 

A. COMPONENT QUANTITIES 

In the discussions/analyses above, a consistent design of one laser, two 
PSMs and a beam splitter has been used. Recall from Chapter III however that 
the reason two PSMs were used during testing was to remove the possibility of 
attributing sensor error to laser movement. In the course of all of the experiments 
run, no discernable PSM error has been detected. For the final design it has 
been determined that the use of a second PSM is unnecessary and undesirable 
(each additional PSM used doubles the amount of raw data the onboard 
processor will have to receive from the sensor). 

A single laser directing a beam onto a single PSM is capable of providing 
the direction of an inertially-fixed vector with respect to a body-fixed frame. In 
order for the sensor to meet the requirements (provide attitude knowledge to 
within lOpradians in all 3 primary axes), at least two laser/PSM pairs will be 
required. 

B. CHOOSING A LAYOUT 

The second generation testbed shown in Figure 14. below contains 
several suitable mounting points for the star tracker modeler (the upper optical 
equipment deck, the optical equipment deck, the Attitude Control System (ACS) 
equipment deck and the Automatic Balancing System (ABS) equipment deck). All 
have standard >4-20 holes for mounting the chosen sensor optical equipment. All 
of these surfaces provide adequate space and appropriate visual access to 
possible star (laser) locations. The upper optical deck, however, will rotate 
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independently from the main body, and is therefore not desirable. The optical 
equipment deck was chosen due to the availability of space, and because it is 
vibration-isolated from the rest of the testbed. 



Figure 14. Artist rendition of the NFS Next Generation Testbed 


The initial visualization for the final sensor system is shown in Figure 15. 
This sensor configuration; consisting of three PSMs mounted at 90° to each 
other, was designed to ease the process of converting position knowledge to 
attitude information (since each sensor shares an axis with each of the other two 
PSMs redundant data would require no transformation). Closer analysis of the 
sensor requirements, however, demonstrated that the third PSM was 
unnecessary. Since each PSM can provide attitude information in two axes; two 
PSMs can provide three axis information, with one redundant measurement. 
Further options were explored. 
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Figure 15. Initial Attitude Sensor configuration 

C. PLACEMENT OF THE PSMS 

1. PSMsonWall 

Consideration was given to placing the PSMs on the walls (see Figure 16. 
). By mounting the small diode laser modules on the platform and directing them 
to wall mounted sensors position with respect to a reference system could be 
developed, thus attitude knowledge. This approach had several advantages: 

• No need for bus voltage 

o The diode lasers can be powered by 9V batteries 

o The PSMs, amplifiers, and KPCI card could be powered 
from wall outlets 

• No on-board processor (OBP) requirements: 

o Linking the PSMs to a stand-alone computer reduced the 
loading on the OBP 
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Figure 16. Design consideration one - PSMs on wall 


These advantages, however, were not sufficient to overcome the 
drawbacks of this design. Processing the information on a stand-alone computer 
meant that a separate wireless link would have to be incorporated. This separate 
processing and wireless data link would add a time delay to the system that 
would be very difficult to overcome. However, the primary reason for abandoning 
a design that placed the PSMs off the testbed was the intent to model the sensor 
after a star tracker. Quite simply, a star tracker uses ONBOARD sensors to track 
stars; vice using onboard stars to illuminate inertial sensors. 

2. Lasers on Wall 
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As shown in Figure 17. placing the sensors on the testbed modified the 
design so that it more closely models a star tracker. Using two lasers and two 
PSMs attitude knowledge would be known in all three axes (one laser/PSM 
combination providing table tip/rotation information, the other providing table 
tilt/rotation information) with redundant angle information for rotation. 


3. PSM/Laser Arrangement 

The decision to place 2 PSMs on the testbed to provide 3-axis knowledge 
still leaves the issue of what configuration they should be mounted. Figure 18. 
shows some of the possible design iterations. 



Figure 18. PSM layout considerations 


On the left side, the use of only one laser with a beam splitter. This design 
entails some particularly challenging transformation matrices due to the fact that 
the single laser means that the axes are coupled. While the issues are not 
insurmountable, the design was abandoned when the laser test data 
demonstrated that the selected laser for this application would be less expensive 
than a beam splitter 

The center and right side layouts are simple variations on a theme. The 
decision to mount the PSMs together (to facilitate getting the PSM surfaces as 
nearly perpendicular as possible) was very attractive. The final PSM layout 
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option examined is shown in Figure 17. above. The remaining decision was 
whether to mount the PSMs together (to facilitate alignment) or to mount the 
PSMs along the testbed axes. In both cases the PSM would be perpendicular to 
maximize the reliability of the 3-axis information. Trade studies on the two were 
just being undertaken when an additional consideration arose that changed the 
design substantially. 

4. Testbed Movement 

As mentioned above, the Optical Equipment Deck was chosen in part due 
to the vibration isolation. The advantage of this is that the Initial Attitude Sensor 
will (obviously) be sensitive to table motion, and non-motion vibration would not 
be discernable from actual table movement. Upon exploration of this theme it 
was noted that the hemispherical air bearing itself presented a design challenge. 

When the table is “down” (meaning when no air is supplied to the bearing) 
the table has a very stable condition. When floating on the airbearing, however 
the table height is %” to 5/8” higher (due to the air cushion). In either 
configuration discussed above, this “altitude change” would be interpreted as tip 
or tilt away from the “star” location. 

The solution to this problem was presented by Dr. Nelson Pedreiro and his 
team at the Lockheed Martin Advanced Technology Center in Palo Alto, CA. In 
the work conducted by the LM testbed engineering division, a solution to a similar 
problem has been achieved (see references [10-12]) a very slight variation of 
which was applied to the NPS testbed, resulting in the configuration shown in 
Figure 19. 
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By mounting the laser, PSM and a beam splitter on the testbed, and using 
a mirror mounted on the wall, the sensor is immune to the vertical translation 
caused by the air bearing. Note, since purely vertical translation is not relevant to 
the testbed motion, it is not necessary to measure it. If the motion is not purely 
vertical (if some tilt or tip occurs during floatation) this difference WILL be 
measured by the system. Arguably, the design in Figure 19. does not perfectly 
model a star tracker (since the “star” is again mounted on the testbed) however 
the advantages overcome the possible philosophical loss. The beam will still 
appear from off the testbed (as far as the PSM is concerned) and since the beam 
is optically doubled in length, the motion of the beam spot is increased without 
increasing the distance from the laboratory wall, meaning smaller testbed 
movements will be detectable. 
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V. SENSOR KINEMATICS EQUATIONS 


As mentioned in previous chapters the ON-TRAK PSMs provide laser 
point position data in 2 axes (x and y in relation to the PSD centroid). In order to 
use the PSMs to gather attitude knowledge the “x and y” data taken from the 
sensors will have to be converted into tip/tilt/rotation information. 

Since the starting point of the laser beam (the “star”) is known with respect 
to the body frame, and the end-point position of the beam is measured by the 
PSM (a zero measurement corresponding to an inertially fixed position) a vector 
can be computed for each sensor set. Several methods of determining attitude 
from known vectors have been explored [13-15]. For the NPS testbed, the 
deterministic approach [16] was used. The position of the beam spot on the PSM 
is a direct result of the angular position of the testbed. Any tip(0), tilt(a) and/or 
rotation(Y) causes a corresponding change in the PSM measured position of the 
beam. Once this relation is calculated 0, a, and y can be calculated from any set 
of PSM observations. 

A. RELATING BEAM POSITION TO ROTATION 

Figures 20 and 21 below show the layout of one of the star tracker 
modelers. There are 2 units (one along the testbed X axis, one along the testbed 
-Z axis) however the layout of each is identical. Both units measure rotational 
movement and the proof for each is the same. 



Figure 20. Sensor layout - Top view 
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Figure 21. Sensor layout - Side view 


It is important to note that the laser, the PSM and the beam splitter are 
fixed in place on the testbed. This means that changes to the testbed position 
also move these components. For example, if the table is rotated y degrees (see 
Figure 22. below) the laser, PSM and beam splitter are also rotated y degrees. 



Figure 22. Testbed rotation and sensor movement 

This simplifies the geometry significantly. As the PSM/beam splitter fixed 
pair rotate the beam point travels along the X-axis of the PSM (see figures 23 
and 24 below). For purely rotational movement there is no change detected in 
the PSM Y-axis. Because of this it is possible to relate a change in the detected 
position of the laser beam along the PSM X-axis directly to a rotation of the 
testbed. 
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Figure 24. Star tracker model kinematic derivation points (rotation). 

The following list explains the letters/points shown in Figures 21 and 24. 

A Point where beam leaves laser 
B Point where beam hits mirror when y=0° 

C Point where beam first contacts the beam splitter. 
Note: this is a constant due to the fact that the beam 
splitter, laser and PSD are hard-mounted together. 
Thus, Cinitial~Cfinal Or Cy=0'’“Cy^o° 

D Point where beam hits mirror when 77 ^ 0 ° 

E Second point where the laser contacts the beam 
splitter (different from C if 77 ^ 0 °) 
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O The center of the detector. Note that our initial setup 
will require that the beam will contact the PSD at O 
when Y=0°. 

L The point where the beam impacts the detector when 
77 ^ 0 ° 

h The height of the beam splitter above the PSD (aka 

F Conceptual point on the X axis, directly beneath point 

E 

OL The key vector. OL = AX (the change in PSM X-axis 
reading due to y) 

CO A vector of known magnitude (by design) 

AB A vector of known magnitude (by design) 

AO A vector of known magnitude (by design) 

Y The amount angular rotation of the platform with 
reference to the zero position 


Statements 

Proofs 

AD= 

cos(/) 


'^= AC 

cos(f) 

^ = AD AC= AC 

cos(/) 

_ f ^ 

CF — 'iC tnnniA 

/ 

CE = CDian{2y) = 

V 

ZDCE \s a right triangle 

AB ^ ^ 

^cos(7) j 

A± Ldiit ^ ) 

cosir) j 

FL = h tan(27) 

EL is a downward projected beam from the 
beam splitter. Consider the right triangle EEFL 

jF = W = h 

( AD _^ 

AX = tan(2r) h+ AC 

t cos(r) j 

AX = OF + FL 

AX = ^ + ^ 

AX = f AC 

[cosir) 

f 

AX = tan(2;') h + — 

1 C( 

\ 

tan( 27 ) + h tan( 27 ) 

/ 

Icl 

Mr) J 


Table 2. Developing the rotational kinematics 
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Thus, the equation relating PSD X-axis reading to testbed rotation is; 

/ 

ISX = tan(2/) 


(. AB —^ 
h + - AC 


V 


cos{/) 


y 


Where all quantities are constant except AX (given by the PSM) and y 
(which is the desired rotation angle). For small angles (the field of view of the 
sensor will be less than 2°) the relationship between AX and y is nearly linear 
(see Figure 25). 



Figure 25. AX vs. y for small angles 


B. RELATING BEAM POSITION TO TIP/TILT 

The star tracker modeler measures tip and tilt using separate laser/beam 
splitter/PSM units; one mounted along the testbed X axis [measuring tip(0)] the 
other along the testbed -Z axis [measuring tilt(a)]. The derivation of the 
kinematics is the same for both cases, however, as the motion experienced is the 
same. 
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Figure 26. Star tracker modeler during testbed tilt 

As shown in Figure 26, testbed tilt causes the beam reflected by the mirror 
to come back to the beam splitter at a different position. This means the 
downward reflected portion of the beam will contact the PSM at a different 
location. (The contact point is still along the PSM Y-axis however.) Similar to the 
derivation for rotation above it is possible to geometrically link a change in 
measured PSM Y-axis position directly to testbed tilt. (Note that for clarification 
the angles have been exaggerated to the point that the beam is shown off the 
sensor. The Kinematics are valid for any angle, however the sensor is only large 
enough to detect small angles.) 


36 
































Figure 27. Star tracker model kinematics derivation points(tilt/tip) 


A Point where beam leaves laser 

B Point where beam hits mirror when a=0° 

C Point where beam first contacts the beam splitter. Note: this 
is a constant due to the fact that the beam splitter, laser and 
PSD are hard-mounted together. Thus, Co=Ci even though 
these points appear different in the drawings. 

D The point of intersection of AF and EL 

H A point on the PSD representing an extension of EG 

O The center of the detector. Note that our initial setup will 
require that the beam will contact the PSD at O when a=0°. 

L The point where the beam impacts the detector 

EN A vector normal to the beam splitter at the second laser 

contact point 

EG A vector which forms one side of a 45°45°90° triangle 
{EEGC,) 

OL The key vector. OL = AT (the change in PSM Y-axis 
reading due to a) 

CO A vector of known magnitude (by design) 

a The change in elevation of the platform with reference to the 
zero position 

fl Angle of incidence/reflection at beam splitter at the second 
laser contact point. 
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Statements 

Proofs 

ZDEG = A5°-p 

ZNEG = 45° by design 

ZDEG = ZNEG-p 

fi = A5°-2a 

Consider the right triangle AEGF 
^EGF ZFEG + ZEGF + ZGFE = 1 80° 

EEGF (45° + y0) + (90°) + {2a) = 180° 

^^ = 45°-2« 

ZDEG = 2a 


AF = 

cos(a) 


'^ = 1f AC = A( 

cos(a) 


CE= CF 

sin(135°-2«) 

Consider the right triangle ECFE and apply law of 

sines 

sin(90° + y9) sin(2a) ^ sin(90° + 45°-2a) sin(2a) 


0// = C£cos(45°) 

OH = Cfi 

BL = (^ + ^)tan(2a) 

HL = (m)ian{2a) 

HL = {EG + GH)ian{2a) EEGC^ is an isosceles 

ffl = (^ + ^)tan(2a) 

triangle 

A7 = 

A7 = 

A7 = 

A7 = 

A7 = 

A7 = 

OL = OH + HL = CE cos(45°) + {CG + CO) tan(2«) 

^ cos(45°) + cos(45°) + W) tan(2a) 

CE cos(45°) + CE cos(45°) tan(2a) + CO tan(2a) 

CE cos(45°)(l + tan(2«)) + CO tan(2«) 

^ sin(2«) ^Vos(45°)(l + tan(2«)) + ^tan(2«) 

^sin(135°-2«) j 

( sin(2«) ¥ ]iclcos(45°)(l + tan(2«)) + ^tan(2«) 

l^sin(135°-2«) jl^cos(«) j 


Table 3. Developing the tip/tilt kinematics 
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Thus, the equation relating PSD Y-axis reading to testbed tilt is: 


A7 = 


sin(2a) 


sin(135°-2a) 


AB 

cos(a) 


-AC 


cos(45°)(l + tan(2a)) + CO tan(2a) 


As before, the only unknowns are AY (measured by the PSM) and a, the 


tilt measurement desired. Again, for small angles the relationship between AY 
and a is nearly linear (see Figure 28). 



Figure 28. AY vs. a for small angles 
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VI. TESTBED/SENSOR SETUP 


This chapter will serve primarily as documentation for the procedure of 
positioning the attitude sensor, should it be necessary in the future to replace/re¬ 
align any components. 

A. EQUIPMENT USED 

o Tape Measure (metric if possible) 
o 4’ level 

■ Note: a long level is necessary because the Optical 
Equipment Deck is not flat. If a small bubble-type level is 
used the table may not be level. Use a long builder’s style 
level laid across the entire surface. 

o Pencil 

o Large Triangle (90° square) 

o LaserMark® MP5 Five-Beam Laser (See APPENDIX G) 
o A magnetic Polycast® Protractor (See APPENDIX H) 

The LaserMark® MP5 Five-Beam Laser is a device used primarily in 
construction. It contains 5 laser beams, all arranged at 90° angles. Three of the 
beams are in the horizontal plane, one points up, the final points down. The 
beams are spaced around a shared origin so that when turned on, five beams 
emanate from the device providing an automatic reference system. Additionally 
the device is self-leveling so that minor inclinations are compensated for. 


B. STEP ONE - CALIBRATE THE MP5 

Performed in accordance with the operator’s manual to ensure maximum 
accuracy; this procedure occurred in the hall outside the Optical Relay Mirror 
Laboratory. This hall crossway allowed distances of 50m x 35m to be used for 
calibration. In summary, the MP5 was placed on the tripod and centered over a 
mark on the floor. The 3 horizontal beams were aligned so that one traveled the 
50 meter length of the hallway, one traveled 25 meters down the crossway, and 
the other the 12 meters to the doors. The location of each beam spot was 
marked on the wall it contacted. By carefully rotating the MP5 90° until one of the 
beams was in a spot previously occupied by its predecessor, the location of the 

41 



other 2 beams were checked to ensure they fell on a prior beam spot. If the 
beams failed to fall on a mark, the set screws were adjusted (according to the 
owner’s manual). When a series of 90° rotations bring the beams constantly into 
the same location, the unit is properly calibrated and is ready for use. 


C. STEP TWO - POSITION TABLE 

The table was positioned so that the edge of the optical equipment deck 
was 2 meters away from the West wall, and 2 meters from the South wall. The 2 
meter distance was chosen primarily to ensure the sensor had an optical path 
greater than 4m, but also to allow sufficient working space around the test bed. 

D. STEP THREE - REMOVE UPPER OPTICAL EQUIPMENT DECK 

The Upper Optical Equipment Deck was removed in order to clear the 
optical equipment deck as much as possible to facilitate the sensor 
installation/alignment/calibration. This was necessary because the table axes 
had not been clearly identified and marked. If the axes had been marked, steps 
four and five would not have been necessary (if the sensor is being re-aligned, 
and the axes are still clearly indicated, skip to Step 5). 


E. STEP FOUR-FIND THE TABLE CENTER 

The hole in the center of the Optical Equipment Bench was covered with a 
piece of sheet metal (affixed to the surface with >4-20 bolts so that it would not 
move). 

a. Using a tape measure, one end was placed at the Optical 
Equipment Deck edge and the opposite edge of the table was 
found by noting the max distance between the two points (circular 
table, therefore the max distance between points on the edge is on 
a line over the center). The line along the edge of the tape was 
marked. 

b. The tape measure was shifted to another point, and another line 
drawn. 

c. Repeat as necessary until a clear center point is determined. 
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d. 


Note that the point where the majority of the lines intersect is the 
table center. Some lines will not cross this point due to irregularities 
in the roundness of the deck. 



Figure 29. Finding table center 


F. STEP FIVE - INERTIAL REFERENCE SYSTEM 

For our simulator, the star tracker modeler will provide attitude information 
with respect to an “inertial” reference frame. To simplify the transformation 
matrix, it was decided to define this inertial frame to coincide with the table 
reference frame (when the table is at the zero position). Thus, the center point 
that was found for the table will also be the axial center point of the inertial 
reference frame. 

1. Tape Measure Estimation 

The location of the Inertial reference points (the marks on the walls 
that define the inertial reference frame) were estimated: 

a. See Figure 30; since the center is 60 cm from the optical 
equipment deck edge, and the edge is set 200cm from the 
W and S walls, the inertial reference X and -Z points were 
estimated* to be 260cm from the SW corner. 
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Figure 30. Inertial point estimation 


i. Caution should be taken not to attempt to determine 
the inertial reference frame using only a tape measure 
and the walls, as the walls are NOT GUARANTEED 
to be square. In the following sections this estimation 
is adjusted 

b. Similarly, the -X point was estimated on the East wall, and 

the Z point on the North wall. 

2. MP5 Correction and Verification 

a. Correction 

i. The MP5 comes equipped with a 3” high tripod which 
allows the user to suspend the unit over a designated 
point. The laser tool was placed over the table center 
point (the Inertial Y axis, and the table Y axis) and 
one of the 3 horizontal lasers was aligned with any 
one of the estimated axis points (in our example the 
+X point was used). 

ii. After allowing the MP5 to settle, the -Y axis point was 
checked to see that it was 90° off of the +X point. The 
estimated point was NOT 90° (see Note, above) and 
the placement of the axis point was corrected. 

iii. This step was repeated for the -X and +Y points. 

b. Verification 

i. By spinning the MP5 90° and allowing the unit to 
settle; the lasers should correspond exactly with the 
points, confirming that the inertial reference frame 
axes are precisely perpendicular. 

ii. By performing the 90° spin repeatedly the axes were 
verified. (If the marks and the lasers do not agree, re¬ 
calibrate the MP5 and repeat step (2).) 
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The procedure outlined above provided a series of inertial axial points. By 
raising the MP5 3” and repeating the procedure a second set of points in the ±X 
and the ±Z directions was provided. Using the large triangle (90° square) the two 
+X points were connected with a line, and the two -X points with a line. These 
lines are both contained within the Inertial XY plane. Connecting the +Z points, 
and the -Z points defined the ZY plane. 

Before moving on to step 6, one more set of inertial axes indicators 
needed to be laid out - directly over the testbed. These marks (an X and Z axes 
plane) are necessary for aligning the beam splitters. 

1. The MP5 was placed (on its tripod) at any point along the table X- 
axis (or Z-axis). [Note that when the unit is positioned correctly 
(when the downward laser is properly centered on the table axis) 
there is a beam spot on the ceiling DIRECTLY over that axis.] This 
spot was marked. 

2. Moving the MP5 along the axis several spots were marked on the 
ceiling. 

3. Using the 4-foot builder’s level as a straight edge, the points were 
connected to form an X-Z plane with an origin along the Y axis. 

The overhead markings will also be beneficial in enabling an operator to re-align 

the testbed to the inertial frame after the testbed-top has been moved. 

1. Level the testbed. 

2. Place the MP5 at any point along the testbed X or Z axis and 
(keeping the table level) rotate the table until the MP5 is illuminating 
both the Table axis (downward) and the Inertial axis (on the 
ceiling). 

3. Verify correct alignment by moving the unit around to different 
locations on the testbed axes and confirming alignment with the 
ceiling reference system. 


G. STEP SIX - ALIGN THE TESTBED TO THE INERTIAL REFERENCE 
FRAME 

Note: ensure the testbed is level when performing this step. 

By design, the reference frames share a common center point. To align 
the frames, the MP5 was positioned off the table but in the Inertial XY plane (the 
beam should be approximately 3-4” above the table surface), as shown in Figure 
21 below. If the inertial reference system was created correctly, the beam should 
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cross the table exactly at the center point. The table was rotated so that the table 
X axis was aligned with the beam. 

(To facilitate this, the table X axis should be clearly marked on the upper 
surface.) Using the large triangle (90° square), position the table so that the 
square (when placed anywhere along the axis mark on the table surface) also 
contacts that laser beam. 

1. Notes: 

a. if the table surface is uneven, this may take several attempts 
(similar to finding the table center) 

b. if the testbed is not level, this procedure will not work 



Figure 31. Aligning the table to the inertial axis 


**lt is not be possible using the equipment described to exactly align the 2 
reference frames (keeping in mind p-radian accuracy requirements); however 
caution should be taken to get the alignment as close as possible. The closer the 
2 frames are during sensor installation, the easier the correction matrix will be to 
create. 

Move the MP5 to a position in the YZ Inertial plane approx 3” above the 
testbed and repeat to verify the alignment of the table ZY plane. When 
completed, the inertial axes and the test bed axes are aligned. 
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H. STEP SEVEN - INSTALL POSITION SENSING MODULES 


Close examination of the ON-TRAK PSMs will show that while the PSD is 
positioned off-center within the protective case; the PSD center is clearly marked 
on the outside of that case. Using these marks and the 90° square, the PSM was 
positioned on the table centered above the axis (one unit along the X-axis, one 
along the -Z-axis). This aligned the axis of the PSD with the testbed axis. The 
center of the PSD was placed 7cm from the edge of the Optical Equipment Deck 
- the amount of distance is not critical, however it is very important to be precise 
in measuring this distance for use in the calculations in Chapter VI. In other 
words placing the unit 6, 8 or even 10 cm from the table edge would have 
worked; as long as the distance was known accurately. On the NPS testbed 7cm 
was chosen because it facilitated the placement of the beam splitters. Note: 
when the PSMs are correctly mounted measure the distance from table center to 
the center of the PSD (this number will be needed when aligning the beam 
splitters) 

The ON-TRAK PSMs have a procedure for calibrating the unit in the event 
that a laser spot directed to the exact center of the PSD gives a non-zero 
reading. This step (if necessary) will be the final step taken in this chapter. 


I. STEP EIGHT - INSTALL THE DIODE LASERS 

Just as in step seven, the placement distance of the laser diode (along the 
axis) is not critical as long as accurate measurements are taken. The NPS 
testbed lasers were placed 18cm from the edge of the deck. 

1. FOCUS 

Using a mirror temporarily placed at the wall (in the position the star 
tracker modeler mirror will be); the laser was reflected back to the table and 
focused at a distance corresponding to the total path length. This distance is the 
distance from the laser cavity to the mirror, directly back to the PSD center and 
down. In Figure 32 (below) the path length is shown as A^B^C^O. 
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Figure 32. Path length 

2. Align with Respect to Inertial 

Placing the MP5 back in the center of the table (on the tripod) the 
temporary mirror installed above was removed. The unit was aligned to the 
inertial system and the table axis was checked to ensure that it was still aligned 
to the inertial frame. The diode laser was positioned so that the MP5 laser 
crossed directly over the center of the diode cavity and the diode laser directed 
so that it shined onto the wall inertial reference mark put down in step five. Figure 
33 below shows a “gun-site view” of the diode laser. In the foreground the bottom 
of the MP5 laser contacts the center of the diode laser cavity while the remaining 
portion of the MP5 laser continues on to the inertial reference mark on the wall. 
Below that point the diode laser spot can be seen. 



Figure 33. Gun-site view of diode laser alignment 
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The beams were then checked to ensure they were parallel. Since the 
MP5 laser system includes and auto-leveling device, the reference beam is 
parallel to the axes (testbed and inertial). The 90° square was used to verify that 
at the diode laser cavity (point A in Figure 32) the beams were both correctly 
centered above the testbed Z-axis. While performing this step, the square was 
marked with the location (height) of each beam. Since the beams need to be 
parallel, this distance should be the same at any point in the optical path. By 
adjusting the diode laser as necessary, it was ensured that the diode laser path 
was directly over the axis and parallel to the reference beam. The use of a semi¬ 
transparent (see Figure 34) material made the process of checking parallel 
distance easier. 



Figure 34. Semi-transparent 90° square 


J. STEP NINE - INSTALL THE WALL MIRRORS 

The use of optical components mounted in adjustable holders greatly 
simplified the alignment process. The wall mirror and beam splitter (see 
Appendices I and J) mountings allow manual adjustment of a beam in the 
general direction desired; from there the fine adjustment mechanisms can be 
used to steer the beam into place. 

The mirrors were positioned so that the diode laser beam made contact 
%” to 5/8” below the center of the mirror (this distance corresponds to the amount 
of table “lift” generated by the air bearing). The mirrors used for the NFS testbed 
measure 50mm (square) whereas the PSDs themselves are 20mm x 20mm. 
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Because of the geometry of the situation, the mirrors are much larger than is 
strictly necessary (as the table rotates, the beam will leave the surface of the 
PSD before it leaves the surface of the mirror). If smaller mirrors are used, more 
careful calculation of the testbed height change would have to be performed to 
ensure maximum field of view (FOV) of the sensor. 

Fine adjustments were made to the mirror so that the laser diode beam 
was reflected directly back into its own cavity. If step nine (above) was correctly 
performed, the MP5 laser should also be reflected back into its cavity. 

K. STEP TEN - INSTALL THE BEAM SPLITTERS 

Since the beam splitter holder has three adjusters, it would be very difficult 
to position the device into the exact correct position using the magnetic 
Polycast® Protractor alone. In fact, depending on how the beams splitter is 
mounted it may not be possible to correctly align it at all using a protractor. This 
is the reason the measurement was taken in step seven (the distance from the 
center of the PSD to the table center). Using this distance, a mark was made on 
the ceiling axes above the PSD center. 

The beam splitter was then positioned over the PSM ensuring that the 
alignment was as close as possible using the protractor to ensure a 45° angle. 
The height was set so that the diode laser beam cut through the center of the 
beam splitter. [If the alignment is even close two beam spots should now be 
visible: one on the PSD and one on the ceiling (near the mark just placed on the 
axis.] Using the fine adjustments on the beam splitter holder these spots were 
steered exactly on center (one to the PSD center, one to the ceiling mark). 

If the light reflected upward hits the ceiling axis on the indicated point, and 
the reflected beam spot on the PSD is in the center, the beam splitter must be in 
the correct position. 

To verify the correct placement of the beam splitters, note that the upward 
reflected beams from the X-axis beam splitter, the -Z-axis beam splitter and the 
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MP5 must all be parallel. Measure the distance between each and verify that 
distance at several points between table height and ceiling. 


L. STEP ELEVEN - CALIBRATE THE PSMS 

Now that the star tracker modeler is in place, it is important to verify the 
calibration of the PSMs. Note that this step is different from the system 
calibration (discussed in CH VII); here ONLY the PSMs are calibrated. This is 
necessary due to the photosensitive nature of the PSDs and the lighting 
configuration of the lab. The procedure for calibration is outlined in the ON-TRAK 
OT301 amplifier user’s manual. However, before beginning to calibrate these 
devices it is important to note that lighting conditions will matter. Since the star 
tracker modules use photosensitive diodes any alteration in lighting conditions 
will affect the sensor readout. In the NPS Optical Relay Mirror Lab, there are six 
light switches controlling the fluorescent lighting for the overhead lights. If the 
calibration is performed in a given lighting condition, it is critical the system be 
run in this same condition. To this end (and to protect the alignment of the optical 
train) a cover was incorporated. 



Figure 35. Optical train cover 
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A cover such as this (see Figure 35 above) provides alignment protection 
for the optics (to prevent an inadvertent “bumping” that may require several hours 
of Chapter V re-work) and also encloses the sensor unit to prevent fluorescent 
lighting interference. Filters are also a viable option (choosing a 635nm 
bandwidth discriminating optical filter) and would ensure that only the frequency 
of interest could be interpreted by the sensor. With an appropriate optical screen 
in place, the PSM calibration knob was adjusted to read zero (or as close as 
possible) on both axes (for each unit). 



Figure 36. Post calibration sensor readings (mm vs. # of samples for 10 seconds ) 

Figure 36 shows the result of the PSM sensor readings after calibration. The 
maximum error in a static (testbed not floating) reading is 0.015 mm. Given the 
geometry of the unit this equates to a (maximum) 3.7-|uradian error. This error is 
due to the wander associated with the diode laser. 

The Star Tracker sensor is now installed, aligned and ready for calibration. 
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VII. SENSOR CALIBRATION 


In spite of all the care taken in setting up the sensor, the alignment WILL 
be off. When dealing with micro-radians, proper alignment using tape measures 
and protractors is simply not possible. Similarly, misalignments occur in 
spacecraft mounted star trackers as well [16]. 

The la star tracker accuracy is 6 arc-s in the cross boresight axes 

and 37 arc-s in the boresight axis.^ 

During the complete testbed system integration an Alignment Kalman 
Filter (AKF)^ will be used to correct for misalignment of the system sensors 
(including the model star trackers), however it is important to get an estimate of 
how well the system performs before declaring success. 

In order to calibrate the sensor, the table must be shifted a small (within 
the FOV of the sensors) amount, and the resulting readings of the sensor 
compared to the “true” or known table movement. 

In many space applications, companies use Theodolites to accurately 
determine the placement and alignment of components.^ In keeping with this 
philosophy a digital theodolite (see Figure 37) was mounted on the testbed to 
record “true” testbed motion in order to correct for misalignment of the star 
tracker modeler. 


^ "Composite Estimate of Spacecraft Sensor Alignment Calibrations”, p. 373. 
4 Composite Estimate of Spacecraft Sensor Alignment Calibrations”, p. 371. 
^ Discussion with Dr. Nelson Pedreiro, Lockheed Martin Corporation. 
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Figure 37. The Nikon NE-20S Digital Theodolite 


Two points were marked in the “inertial” reference frame identified in 
Chapter VI. For this procedure, all differences in measurement (between the 
theodolite and the star tracker model) were attributed to the star tracker model. 
This may not be exactly correct, however it will provide a “worst case 
misalignment” that will be accepted as accurate for the purpose of calibrating the 
star tracker model. 

These points were used as stars for the theodolite. Azimuth and Elevation 
readings were taken to each “star” at each movement. Similarly, PSM readings 
were taken at each movement. In total 44 sets of data were collected (see 
Appendix K). These readings were converted to Euler angles with the convention 
of X ( 14 J), Y(0) and Z( 0 ). Reference Appendix L for the Matlab coding used in 
conversion. 

Each PSD sensor gives two vector direction measurements at every 
sample. Similarly, the theodolite provides two direction measurements (azimuth 
and elevation - thus one vector) to each “star” with every measurement. From 
the vector directions the deterministic algorithm (Wertz, Spacecraft Attitude 
Determination and Control . 1978) was used to compute the attitude of the 
platform. Euler angles were used as attitude parameters. 

The difference between theodolite readings and star tracker model 
readings were analyzed in order to determine what (if any) consistent 
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misalignment (“systemic error” or bias) existed. An estimation of this bias was 
then applied to the next set of PSM readings. Since the Theodolite (a Nikon NE- 
20S) has a precision of ±10 arc-seconds (48 p-rad) and the star tracker modeler 
±1 arc-second (4.8 p-rad); the sensors were considered calibrated when adjusted 
sensor readings consistently fell with 22 arc-seconds (107 p-rad) of the theodolite 
readings. The bias matrix was determined to be; 

• ijj +9.5000 

• 0+22.2500 

• 0+12.0250 

The final set of data taken (refer to Appendix K) shows that after applying 
this correction, the sensors and the theodolite agree to within 22 arc-seconds: 
our sensors were then considered calibrated. 

A. ERROR BUDGET 

Total system noise (including noise from the sensors, amplifiers, and 
analog to digital conversion) is minimal. In fact, the noise from all of these 
components together is so small that it is not distinguishable after quantization 
occurs. Thus, counting the quantization error (determined to be 0.61 p-rad in 
Chapter III) as a part of system noise sets the Total system noise error budget to 
0.61 p-rad. 

Laser wander introduces another component of error into the system. 
Since the position of the laser beam is only known to within 3 p-rad, an error of 
that amount must be assumed. 

The remaining portion of the error is attributed to misalignment in the 
mounting of the sensor components and coupling-effects of the motion 
(tip/tilt/rotation); which were neglected in determining the kinematics equations. 
These misalignment errors may be reduced using an Alignment Kalman Filter. 

The theodolite calibration described above provides an upper-boundary 
for the total error. 
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VIII. CONCLUSIONS 


Using diode lasers and photovoltaic sensors, it is possible to model a star 
tracker capable of providing attitude knowledge to within 4 pradians. For 
laboratories not capable of purchasing an actual star tracker, or laboratories for 
which a star tracker is not feasible (due to photosensitive equipment or limited 
views of the sky) this model can be implemented to provide comparable initial 
attitude information. 

A. SUMMARY 

The equipment selected as components make the model a viable and 
affordable alternative to purchasing a space qualified star tracker. This system 
functions well, providing precise, accurate readings with few limitations. 

1. Resolution 

Recall from CH III that our sensor (due to the quantization associated with 
digital-to-analog conversion) is capable of distinguishing the location of the laser 
beam spot to 0.002442mm. Using the kinematics equations derived in CH V 
(calculation using the given geometry after setup) results in a max resolution of 
5.59x10'^ radians or 0.559pradians. This is approximately the same resolution 
found in the Lockheed-Martin sensor [11]. 

2. Precision 

The limiting factor in sensor precision is the diode laser. Remember that 
while the laser was chosen because it was has the most predictable, consistent 
behavior, some wander still occurs. 

The readings taken during the PSD calibration indicated that laser stability 
(when in SS operation, and after applying a running average filter) averaged 3-4 
micro-radians of wander over the sampling time. This is the limiting factor in 
determining sensor precision; and sets the limit at 4 pradians. 
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3. Accuracy 

System accuracy is the most difficult of the three to determine; as it 
involves relating the measured performance to “true”. For this testbed sensor, 
accuracy has more to do with alignment than it does to precision or resolution. 

After the rough correction matrix derived in CH VII it is possible to claim 
calibration of the sensor at an accuracy within 22 arc-seconds (lOZpradians). It is 
important to recognize that greater accuracy will be possible during the operation 
of the spacecraft simulator if a recursive attitude determination approach with 
sensor misalignment estimation is used. Frequently spacecraft are launched with 
star trackers having accuracies approaching or exceeding 37 arc-seconds, and 
are corrected once on orbit (many methods exist, see [17]). 

Once the final system is up and running and an Alignment Kalman Filter 
(AKF) is applied the system accuracy will approach the limitation set by laser 
accuracy (4|uradians). 

4. Limitations 

a. System Reset 

The star tracker modeler requires the testbed to be reset to an 
initial position at the beginning of each run. For the NFS testbed this is not a 
critical issue; however it does illustrate that the sensor provides initial (not 
continuous) attitude knowledge within a narrow field of view. 

b. Field of View (FOV) 

A common trade-off in optics is accuracy vs. field of view. The 
sensor provides high precision information (4 pradians from a 2-meter-to-wall 
separation) but the cost is field of view. Examining the kinematic equations 
derived in Chapter V shows that the 10mm total travel (1/2 of the sensor size) 
limits the total modeler a FOV (actually an angle of view) of 0.1365°. Another way 
to say this is that the sensor has a precision of 4 pradians and a range of 2383 
pradians in any direction. It is possible to increase the angle-of-view by altering 
the distances used in the sensor construction (the distance between the wall and 
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the platform, or between the beam splitter and PSM making the largest changes). 
The angle-of-view can also be increased by using a larger PSD. 

B. RECOMMENDATIONS 

I suggest the following recommendations for future work to improve the 
star tracker model. 

1. Include a Rough Sensor 

The sensor as-is works well as a fine pointing sensor; the primary 
drawback is the limited FOV. By expanding on the idea proposed in CH2-A a 
simple coarse sensor could easily be incorporated into the testbed using 
commercial off the shelf (COTS) camera/CCD technology. Using the equations 
presented in CH2 to achieve - not the lOpradian system requirement, but a 0.12° 
capability (after which the star tracker can take over) this arrangement becomes 
much more plausible. The optics requirement changes from 1-meter to a 0.57 
mms. 

2. Add a Second PSM to Each Sensor 

In the initial trials a second PSD was used to ensure that readings on laser 
movement could not be attributed to sensor error. 



59 




Notice in Figure 38 that because one of the PSMs was mounted upside 
down, the Y axis readings were inverted. By mounting a second PSD into each of 
the two sensors, the effects of laser wander could be removed from the system. 
This could (feasibly) increase the system precision very close to the level of 
resolution (0.559|uradians) - nearly an order of magnitude improvement! 

3. Move Table Closer to Increase FOV 

Another way to deal with the limited FOV is to reduce the distance 
between the laser and the mirror. The simplest way to achieve this is to move the 
testbed closer to the walls. If this is done in conjunction with the addition of a 
PSD to limit beam wander effects, the overall system precision could be 
improved while dramatically increasing sensor FOV. 

4. Use a Wavelength Discriminating Fiiter 

The setup as-is suffers from extreme photosensitivity. Changes to the 
current lighting configuration are interpreted by the PSD as a shift in laser beam 
location (since the OT-301 amplifier averages the light readings). By covering the 
PSM with a wavelength discriminating (bandwidth) filter, the “noise” of overhead 
lights could be removed from the system. This will entail a re-calibration of the 
PSMs themselves (as in CM VI); however the overall benefit would merit the 
effort. 

5. Perform Testbed Alignment Kalman Filter (AKF)® 

As mentioned previously, the correction applied to the alignment is 
cursory. It is the intention of the testbed engineer to perform an AKF once all on¬ 
board sensors are installed and aligned. This method, discussed in greater detail 
in reference [17] will increase overall sensor accuracy to that commiserate with 
actual (space qualified) Star Trackers. 


® "Composite Estimate of Spacecraft Sensor Alignment Calibrations”, p. 371. 
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APPENDIX A - PSM DATASHEETS 


PSM Series 


Position 

Sensing Modules 

For Non-Contact Measurement Of: 
Position, Motion, Distance And Vibration 



Features 

• Fully Packaged Position Sensing Detectors 

• Silicon Linear: 400-1100 nm 

Silicon Duolateral: 400-1100 nm 

Silicon Quadrant: 400-1100 nm 

GennaniumTclra-Lateral: 800-1800 nm 

• Removable Filter Holder Adapter 

• Standard Mounting Holes 

• Plug and Play Compatibility with all ON-TRAK 
Position Sensing Amplifiers 


\VN-| nAiV 

Photonics, Inc. 
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PSM Series Position Sensing Modules. Plug-And-Play Precision 


On-Trak Position Sensing Modules are 
fully packaged position sensing detectors 
that, when used with an On-Trak position 
sensing amplifier, provide an analog out¬ 
put directly proportional to the position of 
a light spot on the detector active area. 

\'et, what truly sets them apart is their 
proprietar)’. plug-and-play design. Never 
has position sensing been so convenient... 
or accurate. 

Finally, A Plug-And-Play Solution. 

No more hassling with breadboards, 
soldering, cutting and wiring. Instead, all 
On-Trak Positron Sensing Modules 
(PSMs) incorporate a subminiature 9-pin 
connector that plugs directly into any 
On-Trak Position Sensing Amplifier. 

Just plug it in and go. It's that simple. 


Single, Duolateral, Quadrant. 

Select from se\'eral distinct configura¬ 
tions; each module contains a linear, duo- 
lateral. tetralaieral or quadrant position 
sensing detector. All modules are conve¬ 
niently packaged to allow simultaneous 
monitoring of position and light intensity. 
Position Sensing Modules come in two 
package sizes; Standard and Compact. 

The standard measures 2.8" x 2.45" x 
1.125". The compact measures 1.25" x 
1.25" X 0.975". 

Filters And Filter Holder Adapters. 

Harsh ambient lighting conditions? No 
problem. Each module readily accepts a 
complete range of optional filters to 


reduce the effect of noise caused by 
ambient light. Moreover, a filler holder is 
included with each module at no extra 
cost. 

Standard Mounting Holes. 

All PSMs feature standard mounting 
holes for easy mounting with your existing 
lab equipment. Whether your post and 
stands are 1/4 -20 or 8/32, you’ll be up and 
running in a matter of minutes. 

Robust Aluminum Housings. 

On-Trak Position Sensing Modules are 
encased in rugged aluminum housings to 
protect your investment. 
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PSM Specifications 


Model 

Active 

Detector 

Wavelength 

Package 

Typ. 

Typ. 


Area (mm) 

Type 

Range 

Type 

Resolution 

Linearity 

PSM 1-2.5 

2.5 X 0.6 

Linear Silicon 

400-1100 nm 

Compact 

62.5 nm 

0.1% 

PSM 1-3 

3.0 X 1.0 

Linear Silicon 

400-1100 nm 

Compact 

123 nm 

0.1% 

PSM I-IO 

10.0x2.0 

Linear Silicon 

400-1100 nm 

Standard 

250 nm 

0.1% 

PSM 1-20 

20.0x3.0 

Linear Silicon 

400-1100 nm 

Standard 

500 nm 

0.1% 

PSM 1-30 

30.0x4.0 

Linear Silicon 

400-1100 nm 

Standard 

750 nm 

0.1% 

PSM 2-2 

2.0 X 2.0 

Duolaieral Silicon 

400-1100 nm 

Compact 

50 nm 

0.3% 

PSM 2-4 

4.0 X 4.0 

Duolateral Silicon 

400-1100 nm 

Compact 

100 nm 

0.3% 

PSM 2-4Q 

4.0 X 4.0 

Quadrant Silicon 

400-1100 nm 

Compact 

100 nm 

N/A* 

PSM 2-5G 

5.0 X 5.0 

Pincushion Tetialateral 
Germanium 

800-1800 nm 

Compact 

5 Mm 

— 

PSM 2-10 

10.0 X 10.0 

Duolateral Silicon 

400-1100 nm 

Standard 

250 nm 

0.3% 

PSM 2-lOQ 

9.0 X 9.0 

Quadrant Silicon 

400-1100 nm 

Standard 

100 nm 

N/A* 

PSM 2-lOG 

10.0 X 10.0 

Pincushion Tetralateral 
Germanium 

800-1800 nm 

Standard 

5 Um 

— 

PSM 2-20 

20.0 X 20.0 

Duolateral Silicon 

400-1100 nm 

Standard 

500 nm 

0.3% 

PSM 2-45 

45.0 X 45.0 

Duolateral Silicon 

400-1100 nm 

Standard 

1.25 pm 

0.3% 


* For nulling applications 



Choose Jtvm a wide range oj PSM accessaries. 


PSM Accessories 

Model 

Description 

F12.5-632.2 

12.5 mm optical filler. 632.8 nm. +2.0/-0 nm. 
FW'HM 10 i 2 nm. 30% transmittance 

F25-632.8 

23 mm optical filter. 632.8 nm. +2.0/-0 nm. 
FW'HM 10 + 2 nm. 50% transmittance 

F12.5-635 

12.5 mm optical filter. 635 nm. +3.0/-0 nm. 
FW'HM 10 + 2 run. 50% transmittance 

F25-635 

23 mm optical filter. 633 nm. +3.CV-0 nm. 
FW'HM 10± 2 nm. 50% transmittance 

F12.5-670 

12.3 mm optical filter. 670 nm. +3.Cy-0 nm. 
FW'HM 10 ± 2 run. 30% transmittance 

F25-670 

25 mm optical filter. 670 nm. +3.0/-0 nm. 
FW'HM 10 i 2 run. 50% transmittance 

F12.5-HA 

12.3 mm Blank Filler Holder Adapter 

F25-HA 

23 mm Blank Filter Holder Adapter 

CA-DB9MM-5 

5 foot molded cable. DB9 connector 

CA-SClOFR-3 

3 foot ribbon cable. 10 pin socket connector. 
Unterminated 

PS-3 

Post and Stand 
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PSM Series 


Specifications 


standard Package Drawing 




Compact Package Drawing 



PSM2-45 




Sff OT-JO] Position Sfiising Amplifier 
hrocimrejordetails. 



See OT-J02D Display Module broehiiir 
for details. 


v/N~l IlMIV 

Photonics, Inc. 26782 Visia Terrace. Lake Forest, CA 92630 Phone: 949-587-0769 Fax: 949-587-9524 

www.on-trak.com 
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APPENDIX B - OT301 AMPLIFIER DATASHEETS 


OT-301 


Versatile Position 
Sensing Amplifier 

For: Duolateral • Tetralateral • Quad 
One Dimensional • BiCell 



Features 

• X, Y Analog Position Output Voltages 

• Sum Output 

• Wide D>mainic Range: 0.1 pA to 1.5 mA 

• DC to 15kHz 

• Compatible With All Position 
Sensing Detectors 


• Zero Offset/Nulling 

• Calibration Adjust 

• Automatic Detector Bias 

• Position Independent of Beam Intensity 


V/N-l n#\iv 

Photonics, Inc. 
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OT-301 Position Sensing Amplifier. Plug-And-Play Convenience And Precision. 


The OT-301 Position Sensing Amplifier 
is the easiest, most precise way to process 
the current output from any position 
sensing detector (PSD) on the market. 

Plug-And-Play... Out Of The Box. 

Truly plug-and-play, the OT-301 elimi¬ 
nates tlie hassle of having to design and 
build a custom amplification solution. 
Simply plug in the detector, s^A'itch on the 
power, and you’re ready to go. 

The benefit is greater convenience, effi- 
cienc)' and productivity... plus 100% com¬ 
patibility with your future position sens¬ 
ing needs. The OT-301 pays for itself in 
no time. 

Any Application... Any Dotoctor. 

From laser beam alignment, to beam 
centering, to mirror stabilization, the 
OT-301 is ideal for one- and two-dimen¬ 
sional absolute optical positioning or pre¬ 
cision centering and nulling requirements. 


Read the X-Y position output and SUM 
output from duolateral. tetralateral, single 
axis, quadrant and bi-cell PSDs. 


Universal PSD Compatibility 


One-Dimensloiial PSD 

Common Anode 
Common Cathode 

l\vo-Dimenslonal PSD 

Duolateral 

Tetralateral Common Anode 
Telralalcial Common Calliodc 
Pin Cushion Tclralateral-Silicon or Germanium 

Quad and Bi-Cell 

Common Anode 
Common Cathode 


FourTransimpedance Amplifiers. 

Four transimpcdance amplifier chan¬ 
nels and precision signal processing elec¬ 
tronics deliver the performance necessar)’ 
for close-tolerance angle, surface unifor¬ 
mity, flatness, parallelism and straightness 
measurement. 


X.Y Analog Output That’s Directly 
Proportional To Beam Position. 

The photocurrent generated from the posi¬ 
tion sensing detector is processed by the 
four-channel amplifier sv'stem using a posi¬ 
tion sensing algorithm. The result is X and 
Y analog outputs that are directly propor¬ 
tional to beam position—independent of 
changes in beam intensity. 

Six Gain Settings: 0.1 uA to 1.5 rnA. 

Six gain sellings accommodate input 
current ranges from 0.1 tiA to 1.5 mA with 
a frequenc)' response to 15 kHz. A conven¬ 
ient ZERO adjust enables you to electroni¬ 
cally move the zero to a relative position 
on the PSD. A CAL adjust allows calibra¬ 
tion to absolute position. 

Lifetime Warranty. 

So reliable is the OT-301, we back it 
with a comprehensive lifetime w'arranty... at 
no additional charge. 


1 . 

2 . 

3. 

4. 
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OT-301 Versatile Position Sensing Amplifier 
OT~302 Display i\fodHle 
P5M2-J0 Position Sensing Module 
Laptop Computer with BcamTrak software 
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Front Panel 



Gain: Transimpedance gain 4x10^ VYA to 4x10^ V/A 
Input current range O-lpA to 1.5mA. 

H: Input optical power exceeds range selected. 

L: Input optical power lower than range selected. Set 
range switch at a position where both H/L indicators 
are off. 


On: 

X,YCal: 

X.YZERO: 

PSD: 


Power on Indicator. 

Gain potentiometers to allow’ calibration of voltage 
output in terms of displacement (± 10% of reading). 

Enables the user to electronically move the zero 
to a relative position on the PSD (± IV each axis). 

DB9 Position Sensing Detector Input. 


Back Panel 



X Out: Normalized X axis output (± lOV). 

Y Out: Normalized Y axis output (± lOV). 

Sum: Total amplified detector output proportional to liglit 
intensity (0-6V). 


CAL/ZERO: CAL/ZERO “ON*' allow's use of the X, Y' Zero and 
X, Y CAL features. CAIYZERO “OFF" disables 
these features. 

ON/OFF: Pow’er ON/OFF 
Power: 12V DC 300mA AC adapter. 
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APPENDIX C - HENE LASER DATASHEETS 




ontakn^ Helium- N eon 
Lasei Systems 

1500 Series 


llHXbJd 1H7 iihJ 1&S>i?vi1lr^hEEun rain 
burriiiilEini inoaijiDTiii ho'd <nLJ inkmd 
mrrar I [jC)(7tinJ 14 GP-|.'Ijhtu J powur 

mocLitn irla Kmcnioil, cnr^id.idr-anliirHiJ 
TIiedt lav-csil uiiiaJ nnofiitrjk 
■Jfwior [^iwvT tlibilii)' iihJ nw1 LUEJ'J 

rv^urinmlL 

Tltc'boH oi icBlc1l'>rd Tnr'firj' 

nhTtiriiiii.. LlcH bI Ihi bun ipfrliri 

irttfrCsuiwiihopi al3i£>aiasfin. .4ji Dpiiniiil 
iii^lvT I llinail*J biEfI ‘ [btI 

iiinnhrTi]l D^J. 


K«y F^aLui^s 

" It Jilofilfd irtrirral irirnf |jbBiii lutr 
” C!cirwiMii,ainp>d,4flk -idrrijnrJ pick^m 
” rudloil pKiwTT jbbiElv 
” CHRil-oanpliirt 
^ Lhij opiTitiiplik 

Applk AUons 

■' .-iJgirrai^ 

” biif«oi.iiGii 

Complbnc« 

- CLIIH 
r LI 
" CE 
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APPENDIX D - POLARIZED HENE LASER DATASHEET 


632.8 nm Red Cylindrical Helium Neon Lasers 



I hesp lasers have been developed with modem liilra-cavltv' optics and construction 
techniques and assembled In robust larger-dlanieter (1.75 . 11.5 mm) akuiiinum 
cs'lindrical housings for long life stable operation. 1 he teers are ;ivalbble with elllier 
linearly or randomly pokirlzetl output beams and models with pcjwers of 2 to 17 mW 
are available. 1 liese powers are minimum values and are warranted for at least one war 
of operation whe«i the recommended power supplies are used 


44.5 mm (1.75") diameter 
long life cylindrical lasers 


2-17 mW TEM^^,power, 
random or linear polarization 


1 hese lasers have low-divergence circular (Ciausslan) collimated beams with good 
pointing staljility (<0.03 mrad drift after 15 minutes wanitup. <0.05 mrad for the 
17 mVV lasers), less tlian l"u RMS noise and excellent wavefront quality 1 he Lasers 
are all 11'Moj. with two to four longitudinal modes oscillating (separated by Uie 
mode spacing) and the colterence length Is typically a few tens of centimeters. l or 
even longer lengtlis see details of the frequency stabilized 1 leNe laser on page 2'1. 


HeNe Laser Mounts 

A wide range of mechanical mounts are 
available for positioning and aligning 
cylindrical HeNe lasers. I hese are 
summaiiZEd on page 30 and more fully 
described on pages 402 403. 



632.8 nm Red Cylindrical Helium Neon Lasers 


Catalog 

Numbor 

Powor 

(mW) 

CRDH 

Class 

Wav«l»nglh 

(nm) 

Polarization 

Beam Size* 
(mm) 

Beam 

Divergent (mrad; 

Mode Spacing 
(MHz) 

Mode 
Sweep (%) 

8-hour Power 
Drift (%) 

Power 

Supply* 

Length 

L(mm) 

31-2025 

2 

Ilia 

632.6 

>500:1 

0.79 

1.00 

574 

<5 

<2.5 

31-2462 

315 

31-2033 

2 

Ilia 

632.6 

Random 

0.79 

1,00 

574 

<5 

<2.5 

31-2462 

315 

31-2041 

4 

lllb 

632.6 

>500:1 

0.60 

1.00 

436 

<2 

<5 

31-2405 

396 

31-2058 

4 

lllb 

632.6 

Random 

0.60 

1.00 

436 

<2 

<5 

31-2405 

396 

31-2066 

7 

lllb 

632.6 

>500:1 

1.02 

0.79 

373 

<2 

<2.5 

31-2454 

456 

31-2074 

7 

lllb 

632.6 

Random 

1.02 

0.79 

373 

<2 

<2.5 

31-2454 

456 

31-2062 

10 

lllb 

632.6 

>500:1 

0.65 

1.24 

341 

<2 

<5 

31-2439 

484 

31-2090 

10 

lllb 

632,6 

Random 

0,65 

1,24 

341 

<2 

<5 

31-2439 

484 

31-2106 

17 

lllb 

632.6 

>500:1 

0.95 

0.84 

257 

<10 

<5 

31-2447 

637 

31-2196 

17 

lllb 

632.6 

Random 

0,95 

0,84 

257 

<10 

<5 

31-2447 

637 


* l/e^ Intenslly diameter at laser face. ‘The power supplies are sold sepai'ately and are fully described on page 28 



s 
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US: (600) 343-4912 • UK: 0600 515601 • Germany: 449 6071 966 302 • France:+33 1 60 194040 • Japan: 4^1 3 563 5 8660 CDMEREnT| 
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HeNe Laser Power Supplies 



Range of supplies matched 
to individual laser heads 

High voltage compliant low- 
noise constant current sources 

CE certified with all necessary 
CDRH safety features 





f 

I 

4 


X 

i 

A 

§ 


I Ik* active ineclUini in 1 leNe bsen is a 
low pressure mixture of lielium and neon. 

I lie power supply needs to generate a 
liigh vtiltage pulse {tV'plcalK' 8 to 16 kV) 
to initiate an electrical dlscliarge bi the gas 
mixture and a wltage {typically I to 3 kV) 
to sustain a controlled disci large of a few 
mllllamps. 1 hese power supplies liave 
been dewlopetl to provide the Initial pulse 
and then act as a current source, 
automatically adjusting tlie voltage to 
maintain die design current. It is crucial 
to use the correct power supph' for each 
laser, onh' dius w ill die |xjwer supply be 
correctly compliant to iiiaich the 
conibinadon of die discharge and Ixilbst 
resistors In the laser head. 


These power supplies Incorporate all the 
necessarv' CDRf 1 safety features, proper 
insulation for die iilgh voltage clrcuitiv' 


and output socket, and built-in bleed 
circuits to prevent ciiarge cetentlon after 
tlie laser is switched off 



HeNe Laser Power Supplies 


Catalog 

Number 

Compatible 

Lasers 

Style 

Class 

Sustaining 

Current (mA ±0.2 mA) 

Starting 
Voltage (kVOC) 

Sustaining 

Voltage (VDC) 

31-2405 

31-2207 

31-2041 

31-2056 

A 

6.5 

>10 

1850 - 2450 

31-2413 

31-2230 

31-2296 

A 

6.5 

>10 

2450-2850 

31-2421 

31-2264 

A 

5.0 

>10 

1700-2100 

31-2439 

31-2772 

31-2296 

31-2082 

31-2090 

B 

6.5 

>11 

2500-4100 

31-2447 

31-2106 

31-2196 

B 

7.0 

>11 

2500-4100 

31-2454 

31-2066 

31-2074 

A 

7.0 

>10 

2450-2850 

31-2462 

31-2025 

31-2033 

A 

6.5 

>10 

1700-2100 

31-2470 

31-2009 

31-2017 

A 

4.0 

>6 

1100-1500 

31-2486 

31-2140 

31-2157 

B 

8.0 

>16 

4400-5300 



Electrical, Mechanical and 
Environmental Specifications 

loiiiporuturps 
Oppraliiig; -20 to +40 "C 
Noti-o|M>ralitig: -40 to +80 C 
Ifipul IWr: 1 15/230 VAC 50 - 400 Hz. 

rear panel SM'itch 

lEC socket for detachable cord 

(1.8 m cord supplied) 

I\)vser Coiisuniptiofi - 

Styk A; ~ 25 W 
Style B; 30 - 50 W 

l.aser Safety: Keyswitch (3 - 7 s delay), 
on/off Indicator and safety interlock 
Manual shutter on lasers 

Cerlincalion: CE 
Dimensions; See drawings 
Weights - 

Style .A: 1.1 kg 
Style B: 1.5 kg 


US: (800) 34M912 ■ UK: 0600 515801 » Geimany: 449 6071 968 302 • France: +33 1 60 194040 • Japan: 4^1 Z 5635 8680 
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APPENDIX E - DIODE LASER DATASHEETS 
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APPENDIX F - AEROTECH NANO-POSITIONER DATASHEETS 


MANUAL NANO-POSITIONERS | 


Linear resolution is 25 nm 

• Linear digital readout resolution is 10 nm 
Rotari) resolution is 0.1 arc-second 
Decoupled orthogonal movement 
360° rotation 
Cross-roller bearings 

• Low profile 
■ Excellent thermal stability 


In those cases where a completely 
automated system Is not required, or where 
one or more axes needs very Infrequent 
adjustment, or perhaps In early stage 
proof-of-concept laboratory expenments, 
Aerotech's manual stages tan do the job. 
Aerotech offers a line of nanometer 
resolution, large travel range, rotary and 
linear tables. These manual stages, which 
have been used extensively by the major 
research laboratories throughout the world 
over the past thirty years, offer excellent 
In-position stability, high positioning 
resolution, large adjustment range, and 
outstanding thermal stability. 






WQRIDHEADQIMRTIRS: Aerotech. Irt., lOiZetaDrhre. Pittsburgh, PA ($238. USA 412- 963-7470 Fn;4i2*963-74S9 
Aerotech, ltd., lupiter House. Calleri Park. Aldermaston. Berkshire RG? GNN. UK 44-118-9409400 rai;44'n8-98is022 
Aerotech GmbH. SudNestpark 90, gat49Number9, Germany •49-911-9679370 Fai:>49-9ii-96793720 


www.jerotech.coni 
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I PRECISION TILT TABLES 


• Sub-arc-second resolution 

• Decoupled, orthogonal tilting movement 

■ High thermal stahility 


The ATT185 series precision tilt (pitch-roll) 
tables provide a means for leveling 
instruments or tilting components over a 
±10° range. Aerotech's patented* sub-arc- 
second resolution drive allows the user to 
cover the total angular range guickly while 
maintaining a resolution of 0.2 arc-second 
for the ATT185-3, and 0.1 arc-second for 
the ATT185-5. With this unique drive, the 
tables exhibit virtually no creep or backlash 
and have excellent repeatability. These 
tables have a gimbal support with 
decoupled and orthogonal axial motion. 

Both tilt table bases have clearance holes 
for M6 screws on 25 mm centers and are 
adaptable to Aerotech linear or rotary 
translation stages. The tables are 
constructed of aluminum with a hlack 
anodized finish. 

*U. 5 . Patent #3,727,471 



ATT1B5-3 ATT185-5 

Range 

slO" 

Tliimble Graduation 

5.0 arc-second 2.5 arc-second 

Resolution* 

0.2 arc-second o.l arc-second 

Max Load < Horizontal)** 

4.54 kg (10 lb) 

Material 

Aluminum 

Finish 

Black Anodized 


Wtight o.skg(l.Ilb) 1.41 kg( 3.1 lb) 

*P?/’0.S*‘ movement of the fine adjustment 

**LoQd shouldbecentered orcounterbaianced to provide accurate tilt. 



www.aerotech.com 


WORLD HEADQUi^RIERS: Aerotech. In:, lOi 2 &laDrtre,Plltsburgli.PAts 2 j 8 , USA 412 - 963 - 7470 Fin: 4 l 2 - 9 S 3 - 74 S 9 
Aerotech. Itd-.luplterf^oi^e, CallevaParle. Aldermaaoa Gertc^re RG? 6 NR UK 44 -iiB- 940940 D Fai: 44 -ii 8 - 98 is 022 
AerotechGmbli 90. 90449 Nurnbeig. Germanij *49-911-9679370 Fai;*49-9n-96^3770 
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ATT185-3 and -5 DIMENSIONS | 

Dedicated to the Science of Motion 








WORLD HEADQUARTERS: Aprotecli, Itx, iOiZetaDme,Pimbitrgli,PAis238. USA a \ 2 - y63-7470 Fa;4i2-963-74^9 
Aerotech. ltd, lupiter House. CallovaPark. Aldermaston. Berkshire RG? BHN. UK 44-1(8-9409400 rai:44-ll8'98is072 
AerotechGmbH.Sudnestparkgo. 9CM49Numlier}. Germany My- 911-9679370 Eai:<49-9ti-96793720 


www.aerotech.com 
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MANUAL ROTARY POSITIONING STAGE 


• 360° rotation 

• Excellent thermal stability 

• Patented sub-arc-second resolution drive 


The AR5301 stage is a precise rotary 
positioner featuring Aerotech’s patented 
sub-arc-second resoiution drive 
mechanism. By depressing the release 
plunger, the rotary ring of the ARSsot can 
be guickly positioned to the approximate 
desired angle. It can then be fine-tuned 
with either the coarse or fine adjustment 
knob over a range of to degrees or 30 
minutes, respectively. This stage achieves 
a 0.1 arc-second resolution. The fine 
thimble has a 3 Z-division reference scale 
for convenience In positioning. An 
engraved dial with a six-minute vernier is 
standard on all tabletops. Due to the 
absence of any gearing in the ARSgoTs 
drive mechanism, the stage is backlash 
free. 

The ARSgot has a 68 mm ( 2.68 in) clear 
aperture. If a solid mounting surface is 
required, the AR5301TT is available. The 
AR5301TT has a grid of M 6 mounting holes 
on 25 mm tenters. The AR5301 is made of 
aluminum with a black anodized finish and 
weighs 1.36 kg (3 lb). 


ARS301 

Thimble GradBation 

2.64 arc-second 

Resolirion* 

0.1 arc-second 

Max Load 'Horizontal' 

11.36 kg (25 lb) 

(Vertical' 

6.82 kg (IS lb) 

360'^ Dial and 6 Minute Vernier 

Standard 

Gear Aperture 

68.07 mm (2.68 in) 


'PffrO.S® mov^mentofli^sfine od;usf/we/it. 




www.aerotech.com 


WORLD HEADQU^RIERS: Aerotech, Irt, 101 2&(aDrhre.Pltl5burg)i.PAiS2B8. USA 412- 963-7470 F2i;4l2-963-74S9 
Aerolech. Ltd., iupllei Home, CallevaPaik. Aidermaston. Berk^Jtire RG?6Nti UK 44 - 11 B- 94094 OO Lai:44-ii8-98i5022 
AerolechGinbH. Sudn^lparkOQ, 9044QHurnberg. Germany MO-QU -9679370 Fai:< 49 - 011-96793720 
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ARS301 DIMENSIONS | 

Dedicaiei w the Saence of Motion 


ARS 301 





WQRlDHEADQUAIIflR^: Aerotech. Irt.. ](n2elaDrh'e.Plllsburgh.PAis23Gl USA 412 - 963-7470 Fii:4U-963-74S9 
Aerotech. ltd., lupiler House, Callera Park, Aldermaslon. Berkshire RG 7 6 NN. UK 44 - 118-9409400 Fai:44-ii8-98is022 
AerotechGmbH,Su(hiestpark90, gat49Kumberi Germany - 49 - 911-9679370 Fa;*49-yii-96793720 


www.eerotech.com 
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APPENDIX G - LASERMARK® MP5 FIVE-BEAM LASER 


LASERMARK* 


MP5 Five Beam Laser 



Plumb, Level, and Square Instantly up to 100 feet! 

The MP5 Self-Leveling Laser is 21st century's "must 
have" productivity and accuracy enhancing tool. Five 
independent self-leveling 650nm highly focused laser 
beams provide accuracy of 1/4-inch at 100 feet. Turn it on 
and go to work, no bubbles; and it levels itself to ±5°. 
Gravity design pendulum self-levels instantly and 
automatically with a unique magnetic dampening system. 

Low Power Indicator: Laser 
blinks 4 times every eight 
seconds 

Out of Level Indicator: Laser 
blinks rapidly 

Use for: Leveling, Squaring, 
and Plumbing- 
Decks/Porches/Foundations, 
Transferring Points from Floor 
to Ceiling, Finish Carpentry, 
FIVAC, Plumbing, Pipe 
Installation, Plumbing and 
Aligning Walls, Doors and 
Skylights, Installing Trim and 
Mill Work, Leveling Electrical 
Outlets, Determining Grade 



SPECIFICATIONS 


Laser Diode 650nm Visible Red Beam, class Ilia 

Leveling Accuracy 1/4" at 100' (6mm at 30m) 

Visibility Range up to 100' (30m) 

Weight 11b 3.2 oz. (545g) with Batteries 

Power Three (3) "AA" batteries (4.5VDC) 

Low Power: Laser blinks four times every eight seconds 
Indicating Lights Out of Level: Laser blinks rapidly 

Universal Base 7.1 oz. (202g) 

Includes laser, multi-mount accessory, mounting strap, target, 
padded carrying case, batteries and manual 

Warranty One Year 

_CST ITEMS 

58-MP5 Five Beam Laser Includes: Multi-Mount, Laser Trivet, 

Target, Strap, Carrying Case, and Manual 
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APPENDIX H - MAGNETIC POLYCAST® PROTRACTOR 


A Hisloiy of Innovation 


EmUIRE 


I 


EMPIRE LEVEL MFG. CORP. 

•929 Empire Drive 
•Mukwonago, Wl 53149 

• Phone: 

1-262-368-2000 
•Customer Service Phone: 
1-800-558-0722 

• Fax: 

1-262-368-2131 

• Email: 

empire@empirelevel.com 

•Web: 

http://www.empirelevel.com/ 

©2003 Empire Level Mfg. Corp. 

All rights reserved. 


Magnetic POLYCAST® Protractor 

•Transfer angles to within 1 degree 
•Magnetic base and back 
•Built-in pitch calculator on back 
#36 
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APPENDIX I - KINEMATIC MIRROR MOUNTS 
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Available in: 

✓ Production Quantities 

✓ Custom Sizes 


Kinematic Mirror/ 
Beamsplitter Mounts 


Kinematic mirrxMAx*anisplilter mounts are an ideal low-cost 
solution for till in t\^o axis Hie kinematic design incorporates 
hardened surfaces to resist wear imd increase stability. 

Precision sUiinless-steel adjustment screws with brass 
threaded inserts pixn ide exceptionally smooth adjustment, 
rriple-adjusiment mounts provide translation and tilt. 

1 Counter-bored holes proxided for easy atUrchment to 
mounting posts. See CTiapler 26. Posls, Pillars, Basa uml 
Adaptor Plates. 

llie mounts hme an angular range of 10 degrees 
M6 and ‘4-20 or M4 and 8-!^2cap screxx'sare provided. 




07 MHT02X kinematic mount with two adjusters 


07 MHT 03X kinematic mounts with three adjusters 


07 MHT Kinematic Mirror/Beamsplitter Mounts 


Optic 

Diameter 

dA 

Angular* 

Resolution 

Number of 
Acljuste5 

B 

Hole Pattern 

Optical Axis Height 

C 

(mm) 

D 

(mm) 

E 

(mm) 

F 

(mm) 

PRODUCT 

NUMBER 

16 

20 arc sec 

2 

M2 on 20 mm center 

15 

27.5 

28 

M4 or 8-32 

07 MHT 021 

12.5-12.7 

20 arc sec 

2 

M2 on 20 mm center 

15 

27.5 

28 

M4or&-32 

07 MHT 023 

25.0-25.4 

10 arc sec 

2 

M4on 38 mm bolt circle 

25 

50 

50 

M6 or 1/4-20 

07 MHT 025 

50.0-50,8 

6 arc sec 

2 

M4 on 60 mm bolt circle 

37.5 

75 

53 

M6 or 1/4-20 

07 MHT 027 

16 

20 arc sec 

3 

M2 on 20 mm center 

15 

27.5 

28 

M4 or 8-32 

07 MHT 031 

12.5-12.7 

20 arc sec 

3 

M2 on 20 mm center 

15 

27.5 

28 

M4 or 8-32 

07 MHT 033 

25.0-25,4 

lOarcsec 

3 

M4 on 38 mm bolt circle 

25 

50 

50 

M6 or 1/4-20 

07 MHT 035 

50.0-50.8 

6 arc sec 

3 

M4 on 60 mm bolt circle 

37.5 

75 

53 

M6 or 1/4-20 

07 MHT 037 


'Angulsrresohjtion cakulsted from 2° rotation of adjuster. 


25.2 ITBUS OmOT 


visit Us Online! www.niellesgriot.com 
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KINEMATIC MOUNTS WITH MIRROR 

CXir kineimlic mounts areavaihiNe uith a iwidy-tcvgo mounted 
mirix^r. 

■ Prcmounied X/4 Hat mirror 

■ /0()l MAXBRile'^coalingfor480-700nm 



dimensions in nvn 

07 MHT 024/07 MHT026 



dimensions in mm 

07 MHT 034/07 MHT 036 


07 MHT Kinematic Mounts with Mirror 


Mirror Size 

D 

(mm) 

Angular’ 

Resolution 

Number of 
Adjusters 

Optical Axis Height 

C 

(mm) 

E 

(mm) 

F 

PRODUCT 

NUMBER 

25x25 

20 arc sec 

2 

15 

35 

M4 or 8-32 

07 MHT 024 


20 arc sec 

3 

15 

35 

M4or 8-32 

07 MHT 034 

50x50 

10 arc sec 

2 

25 

54 

M6 or 1/4-20 

07 MHT 026 


10 arc sec 

3 

25 

54 

M6 or 1/4-20 

07 MHT 036 


*Angular resolutton li cskulated froma 2'rotation ofadiusting screw. 


Visit Us Online! www.mellesgriot.com 
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Mirror/Beamsp litter 
Mounts & Prism Tables 

































































APPENDIX J- KINEMATIC BEAM SPLITTER MOUNTS 


(used for mounting the pellicle beam splitters) 

Series 260 Mirror Mounts 


CVI Laser, LLC 
800 - 296-9541 


Series 260 Mirror Mounts are perfectly sized for demanding breadboard and instrumentation 
applications using larger optics. Six models hold mirrors from 1.50" to 3.00". Both English and Metric 
taps and bores available. Model 260-30 is the most compact, cost-effective precision 3.00" mirror mount 
available. 

Rugged construction features a .75" thick support frame and hardened bearing points. The large 
2.63" moment arms provide a tilt range of ±4.8° and a sensitivity of 13prad/°. The 3SC models permit 
translation and focusing of the mirrors over a range of ±5.5mm (±.22"). The 3SC models permit 
translation and focusing of the mirrors over a range of ±5.5mm (±.22"). 

Lockable Nuts 

All of our full size mirror mounts are now available with locking nuts 

260-B1 Base 

The beam height of this series can be raised to 3.00" above the mounting surface when base 
260-B1 is used. It also gives you more flexibility in mounting with 1/4-20 (M-6) slot. 
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APPENDIX K - CALIBRATION DATA 


X Elevation - Elevation as measured from the Theodolite to Star X 
X Azimuth - Azimuth as measured from the Theodolite to Star X 
Z Elevation - Elevation as measured from the Theodolite to Star Z 
Z Azimuth - Azimuth as measured from the Theodolite to Star Z 
Z PSD X- The “X” reading off the PSD mounted on the Z axis 
Z PSD Y - The “Y” reading off the PSD mounted on the Z axis 
X PSD Y - The “Y” reading off the PSD mounted on the Z axis 
X PSD X - The “X” reading off the PSD mounted on the Z axis 


X Elevation 

X Azimuth 

Z Elevation 

Z Azimuth 

ZPSDX 

ZPSD Y 

X PSD Y* 

X PSD X* 

CD 

O 

00 

00 

00 1 

00 1 

00 

90 

00 

00 

270 

00 

00 

0.00171916971917 

-0.00517216117216 

0.00255921855922 

-0.0005616605616 

CD 

O 

01 

00 

1 

40 


90 

00 

20 

270 

02 

00 

2.38667155067154 

0.45755799755800 
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-2.08861050061051 

CD 

O 

01 

20 

359 

56 

00 

90 

02 

00 

269 

55 

40 

-5.47578998779004 

2.35557020757021 

-1.25468131868131 

5.04706227106231 

CD 

O 

02 

40 

7 

40 


89 

53 

40 

270 

08 

00 
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CD 
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40 


90 

00 
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CD 
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54 

00 

269 

57 

00 

-4.10096214896210 

-7.36869841269848 
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APPENDIX L -MATLAB CODE 


1 


%Code for the computation of platform attitude starting from Theodolite 

2 


^measurement. Marcello Romano/Brian Connolly, 3 Hay 2004. 

3 

- 

clc 

4 


^Theodolite measurements 

5 

- 

theodl_el = deg2rad(90,01,00); 

6 

7 


theodl_az = deg2rad(359,58,20); 

8 

- 

theod2_el = deg2rad(89,57,00); 

9 

- 

theod2_az = deg2rad(269,57,40); 

10 



11 


%VOLTAGE roOH PSD 

12 

- 

ZPSD_x = -2.782384 ; 

13 

- 

ZPSD_y = -3.370383 ; 

14 

- 

XPSD_y = -0.960869 ; 

15 

- 

XPSD_x = 2.317641 ; 

16 



17 

- 

ZPSD_x0 = 0.001719; 

18 

- 

ZPSD_y0 = -0.005172; 

19 

- 

XPSD_y0= 0.002559; 

20 

- 

XPSD_x0= -0.000562; ^measurement 

21 



22 



23 


h 

24 


^THEODOLITE WORK 

25 


H 

26 



27 

- 

Dl_theod_azim_rad = 2*pi - theodl_az; %D stays for Dot on the wall 

28 

- 

Dl_theod_elev_rad = pi/2 - theodl_el; 

29 



30 

- 

D2_theod_azim_rad = 2*pi - theod2_az; 

31 

- 

D2_theod_elev_rad = pi/2 - theod2_el; 

32 



33 

- 

r_t_theod = [-507;445;173+200] ; %mm known 

34 

- 

t_Dl_theod = [6289; 0; 0]; ^known 

35 

- 

t_D2_theod = [0; 16741; 0]; %known 
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70 


h 

71 


%PSD UORK 

72 


% 

73 

- 

PSDl_x = XPSD_x; 

74 

- 

PSD1_y = XPSD_y; 

75 

- 

PSD2_x = ZPSD_x; 

76 

- 

PSD2_y = ZPSD_y; 

77 



78 

- 

PSDl_xO = XPSD_xO; 

79 

- 

PSDl_yO = XPSD_yO; 

80 



81 

- 

PSD2_xO = ZPSD_xO; 

82 

- 

PSD2_yO = ZPSD_yO; 

83 



84 

- 

global AB AC CO deltax deltay 

85 



86 

- 

AB = 2080; %millimetecs 

87 

- 

AC = 100; ^millimeters 

88 

- 

CO = 96; ^millimeters 

89 



90 



91 


%STEP -1 from xy measurement to azel measurement in local PSD axis 

92 


% %TEST 

93 


% PSDl_x = 5; 

94 


% PSDl_y = 0; 

95 


% PSDl_xO = 0; 

96 


% PSDl_y0 = 0; 

97 


% PSD2_x = -S; 

98 


% PSD2_y = 0; 

99 


H PSD2_xO= 0; %measurement 

100 


% PSD2_yO= 0; 

101 


h 

102 



103 

- 

PSDl_deltax= PSDl_x - PSDl_x0; ^measurement 
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103 

- 

PSDl_deltax= PSDl_x - PSDl_xO; ^measurement 

104 

- 

PSDl_deltaY= PSD1 _y - PSD1_yO; 

105 

- 

PSD2_deltax= (PSD2_x - PSD2_xO); ^measurement 

106 

- 

PSD2_deltaY= (PSD2 _y - PSD2_yO); 

107 



108 

- 

deltax= PSDl_deltaY; 

109 

- 

alpha_out = fzero(0PSD_alpha2dx,O); 

110 

- 

deltaY= PSDl_deltax; 

111 

- 

beta_out = fzero(0PSD_beta2dY,O); 

112 



113 


%3TEP -0 from azel measurement in local PSD axis to azel measurement in 

114 


^local t axes (t is a frame located at the center of the PSD and parallel 

115 


%to the bodY frame 

116 

- 

Dl_PSDl_azim_rad = pi+beta_out; %D staYS for Dot on the wall 

117 

- 

Dl_PSDl_elev_rad = -alpha_out; 

118 



119 

- 

deltax= -PSD2_deltaY; 

120 

- 

alpha_out = fzero(0PSD_alpha2dx,O); 

121 

- 

deltaY= -PSD2_deltax; 

122 

- 

beta_out = fzero(0PSD_beta2dY,O); 

123 



124 

- 

D2_PSD2_azim_rad = (3/2)*pi+beta_out; 

125 

- 

D2_PSD2_elev_rad = -alpha_out; 

126 



127 

- 

r_t_PSDl = [-430;0;173+140] ; %mm known 

128 

- 

r_t_PSD2 = [0;-425; 173+140] ; ismm known 

129 



130 

- 

t_Dl = [(r_t_PSDl(l)-AB); 0; 0]; %known 

131 

- 

t_D2 = [0; (r_t_PSD2(2)-AB); 0]; %known 

132 



133 


%r_t_PSDl = [-529.5;0;0] ; %mm known 

134 


%r_t_PSD2 = [0;-533;0] ; %mm known 

135 



136 


%t_Dl = [(r_t_PSDl(l)-(AB-AC)); 0; 0]; ‘^known 
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